
MAPEP-09-OrW20  Receiving Laboratories

Lab Code Lab Name
1 AALI01 Xenco Laboratories-Atlanta
2 ANTE01 ALS Laboratory Group, Environmental Division
3 ASHL01 CH2M Hill Applied Science Laboratory
4 AY1201 B&W Y-12, Analytical Chemistry Organization Laboratory
5 BCLI01 BC Laboratories, Inc
6 BNEL01 Northeast Laboratory Services, Inc.
7 CALN01 Caltest Analytical Laboratory
8 CDHS01 California Department of Public Health
9 CORE02 TestAmerica Denver

10 DAFI01 Davis & Floyd, Inc.
11 EMAX01 EMAX Laboratories, Inc
12 GENE01 GEL Laboratories, LLC
13 GPLP01 GPL Laboratories, LLLP
14 HEAL01 Hall Environmental Analysis Laboratory
15 MART01 USEC, Inc.
16 MART02 United States Enrichment Corporation
17 NARL01 National Air and Radiation Environmental Laboratory
18 NMLA01 Assaigai Analytical Laboratories, Inc.
19 OBGL01 Life Science Laboratories, Inc.
20 OTLI01 Outreach Technologies, Inc.
21 QUAN01 TestAmerica St. Louis
22 QUAN02 TestAmerica Knoxville
23 SOUT01 Southwest Research Institute
24 WEST01 Lionville Laboratory
25 WEST03 Waste Sampling and Characterization Facility

2 laboratories did not report this matrix



Setup and Process Data

MAPEP-09-OrW20

Analyte Ref. Value Total Ref. Uncertainty F.P. S.E.

Organic
Aldrin 5.70 0.23    
alpha-BHC 10.60 0.42    
4,4'-DDD 5.58 0.22    
Dieldrin 10.20 0.41    
Heptachlor 6.20 0.25    
1,2-Dichlorobenzene 50.7 2.0    
1,3-Dichlorobenzene 85.5 3.4    
1,4-Dichlorobenzene 100.0 4.0    
Hexachlorobutadiene 105.0 4.2    
Hexachloroethane 93.3 3.7    
Naphthalene 55.3 2.2    
Nitrobenzene 107.5 4.3    
1,2,4-Trichlorobenzene 120.0 4.8    
Acenaphthene 155.0 6.2    
Anthracene 120.0 4.8    
Benzo(a)anthracene 55.8 2.23    
Benzo(a)pyrene 35.7 1.43    
Benzo(b)fluoranthene 100.0 4.0    
Benzo(k)fluoranthene 85.3 3.41    
Butylbenzylphthalate 70.5 2.8    
bis(2-chloroethyl)ether 50.9 2.0    
2-Chloronaphthalene 160.0 6.4    
2-Chlorophenol 188.0 7.5    
Chrysene 25.5 1.02    
Di-n-butylphthalate 70.0 2.8    
2,4-Dichlorophenol 148.0 5.9    
2,6-Dichlorophenol 76.0 3.0    
Diethylphthalate 90.2 3.6    
2,4-Dimethylphenol 155.0 6.2    
2,4-Dinitrotoluene 45.5 1.8    
2,6-Dinitrotoluene 77.0 3.1    
Di-n-octylphthalate 60.7 2.4    
Bis(2-ethylhexyl)phthalate 65.8 2.6    
Fluoranthene 108.0 4.3    
Fluorene 110.0 4.4    
Hexachlorobenzene 50.8 2.0    
Hexachlorocyclopentadiene 78.8 1.4    
2-Methylnaphthalene 108.0 4.3    
2-Methylphenol 100.0 4.0    
Phenol 158.0 6.3    
Pyrene 85.2 3.4    
2,4,5-Trichlorophenol 186.0 7.4    
2,4,6-Trichlorophenol 125.0 4.0    
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Sample Statistical Summary

MAPEP-09-OrW20

Analyte T(1) A(2) Calc(3)

Mean

Std(4)

Dev

Assnd(5)

Value

Ref

Unc

Acceptance

Range

Organic Units: (ug/L)
4,4'-DDD 14 13 5.04 0.99 5.58 0.22 2.08 - 8.00 
4,4'-DDE 11 11   
4,4'-DDT 11 11   
Aldrin 15 14 4.74 1.04 5.70 0.23 1.61 - 7.86 
alpha-BHC 15 15 9.54 1.59 10.60 0.42 4.77 - 14.31 
beta-BHC 12 12   
delta-BHC 12 11   
Dieldrin 14 13 9.43 1.47 10.20 0.41 5.02 - 13.84 
Endosulfan I 11 11   
Endosulfan II 11 11   
Endosulfan sulfate 11 11   
Endrin 11 11   
Endrin Aldehyde 11 11   
gamma-BHC (Lindane) 12 12   
Heptachlor 15 14 5.24 1.08 6.20 0.25 2.01 - 8.47 
Heptachlor epoxide 11 11   
Methoxychlor 11 11   
1,2,4-Trichlorobenzene 21 21 84.6 19.3 120.0 4.8 26.8 - 142.4 
1,2-Dichlorobenzene 21 21 34.4 9.8 50.7 2.0 5.1 - 63.8 
1,3-Dichlorobenzene 21 21 55.5 14.9 85.5 3.4 10.7 - 100.3 
1,4-Dichlorobenzene 21 21 64.5 18.4 100.0 4.0 10.0 - 119.7 
2,4,5-Trichlorophenol 21 21 149.1 28.4 186.0 7.4 63.8 - 234.3 
2,4,6-Trichlorophenol 21 21 98.2 19.4 125.0 4.0 40.0 - 156.4 
2,4-Dichlorophenol 21 21 114.6 22.1 148.0 5.9 48.4 - 180.8 
2,4-Dimethylphenol 21 21 118.6 28.0 155.0 6.2 34.5 - 202.6 
2,4-Dinitrophenol 18 18   
2,4-Dinitrotoluene 21 20 37.5 7.4 45.5 1.8 15.4 - 59.5 
2,6-Dichlorophenol 14 14 60.7 12.0 76.0 3.0 24.7 - 96.8 
2,6-Dinitrotoluene 21 21 64.0 10.9 77.0 3.1 31.4 - 96.7 
2-Chloronaphthalene 21 21 120.9 23.8 160.0 6.4 49.4 - 192.4 
2-Chlorophenol 21 21 144.0 30.5 188.0 7.5 52.6 - 235.3 
2-Methylnaphthalene 21 20 73.0 17.2 108.0 4.3 21.4 - 124.5 
2-Methylphenol 21 21 71.4 17.5 100.0 4.0 18.9 - 124.0 
2-Nitrophenol 18 18   
3-Methyl & 4-Methylphenol 18 18   
4,6-Dinitro-2-methylphenol 18 18   
4-Bromophenyl-phenylether 17 17   
4-Chloro-3-methylphenol 18 18   
4-Chlorophenyl-phenylether 17 17   
4-Nitrophenol 18 18   
Acenaphthene 21 21 121.6 20.4 155.0 6.2 60.3 - 182.8 
Acenaphthylene 18 18   
Anthracene 21 21 99.7 16.4 120.0 4.8 50.4 - 149.0 
Benzo(a)anthracene 21 20 48.1 7.7 55.8 2.23 25.1 - 71.1 
Benzo(a)pyrene 21 21 29.2 6.1 35.7 1.43 11.0 - 47.4 
Benzo(b)fluoranthene 21 21 85.9 15.9 100.0 4.0 38.3 - 133.5 
Benzo(g,h,i)perylene 18 18   
Benzo(k)fluoranthene 21 21 72.1 17.0 85.3 3.41 21.1 - 123.2 
bis(2-chloroethoxy)methane 17 17   
bis(2-chloroethyl)ether 21 21 40.0 8.3 50.9 2.0 15.0 - 64.9 
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bis(2-chloroisopropyl)ether 17 17   
Bis(2-ethylhexyl)phthalate 21 21 56.3 12.2 65.8 2.6 19.8 - 92.9 
Butylbenzylphthalate 21 21 56.9 15.7 70.5 2.8 9.9 - 103.9 
Chrysene 21 20 23.6 4.2 25.5 1.02 11.1 - 36.1 
Di-n-butylphthalate 21 21 58.8 11.8 70.0 2.8 23.4 - 94.2 
Di-n-octylphthalate 21 21 54.2 12.5 60.7 2.4 16.8 - 91.6 
Dibenzo(a,h)anthracene 18 18   
Dibenzofuran 18 18   
Diethylphthalate 21 21 70.9 18.3 90.2 3.6 16.0 - 125.8 
Dimethylphthalate 18 18   
Fluoranthene 21 21 88.7 13.7 108.0 4.3 47.7 - 129.6 
Fluorene 21 20 89.2 13.7 110.0 4.4 48.0 - 130.4 
Hexachlorobenzene 21 19 43.0 7.2 50.8 2.0 21.5 - 64.4 
Hexachlorobutadiene 21 21 68.7 18.9 105.0 4.2 12.0 - 125.3 
Hexachlorocyclopentadiene 21 19 44.6 20.5 78.8 1.4 7.9 - 106.0 
Hexachloroethane 21 21 59.9 16.7 93.3 3.7 9.7 - 110.1 
Indeno(1,2,3-c,d)pyrene 18 18   
Isophorone 18 18   
Naphthalene 21 21 42.3 8.7 55.3 2.2 16.3 - 68.3 
Nitrobenzene 21 21 82.2 16.2 107.5 4.3 33.6 - 130.7 
Pentachlorophenol 18 18   
Phenanthrene 18 18   
Phenol 21 21 88.6 41.0 158.0 6.3 15.8 - 211.6 
Pyrene 21 21 72.5 14.8 85.2 3.4 28.2 - 116.8 

Note: (1) T = Total number of laboratories reporting analyte.
(2) A = Number of laboratories with 'Acceptable' performance.
(3) Mean calculated from NELAC FOPT Tables (Effective 07/01/2007).
(4) Standard deviation calculated from NELAC FOPT Tables.
(5) Assigned Value (T) 
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Flag Summary Report

MAPEP-09-OrW20

Analyte A W RW N
1,2,4-Trichlorobenzene 21
1,2-Dichlorobenzene 21
1,3-Dichlorobenzene 21
1,4-Dichlorobenzene 21
2,4,5-Trichlorophenol 21
2,4,6-Trichlorophenol 21
2,4-Dichlorophenol 21
2,4-Dimethylphenol 21
2,4-Dinitrophenol 18
2,4-Dinitrotoluene 20 1
2,6-Dichlorophenol 14
2,6-Dinitrotoluene 21
2-Chloronaphthalene 21
2-Chlorophenol 21
2-Methylnaphthalene 20 1
2-Methylphenol 21
2-Nitrophenol 18
Methylphenol 17 1
4,4'-DDD 13 1
4,4'-DDE 11
4,4'-DDT 11
methylphenol 18
phenylether 17
4-Chloro-3-methylphenol 18
phenylether 17
4-Nitrophenol 18
Acenaphthene 21
Acenaphthylene 17 1
Aldrin 14 1
alpha-BHC 15
Anthracene 21
Benzo(a)anthracene 20 1
Benzo(a)pyrene 21
Benzo(b)fluoranthene 21
Benzo(g,h,i)perylene 18
Benzo(k)fluoranthene 21

Organic



beta-BHC 10 2
chloroethoxy)methane 17
bis(2-chloroethyl)ether 21
bis(2-chloroisopropyl)ether 17
Bis(2-ethylhexyl)phthalate 21
Butylbenzylphthalate 21
Chrysene 20 1
delta-BHC 11 1
Dibenzo(a,h)anthracene 18
Dibenzofuran 18
Dieldrin 13 1
Diethylphthalate 21
Dimethylphthalate 18
Di-n-butylphthalate 21
Di-n-octylphthalate 21
Endosulfan I 11
Endosulfan II 11
Endosulfan sulfate 11
Endrin 10 1
Endrin Aldehyde 11
Fluoranthene 21
Fluorene 20 1
gamma-BHC (Lindane) 11 1
Heptachlor 14 1
Heptachlor epoxide 11
Hexachlorobenzene 19 2
Hexachlorobutadiene 21
e 19 2
Hexachloroethane 21
Indeno(1,2,3-c,d)pyrene 18
Isophorone 18
Methoxychlor 11
Naphthalene 21
Nitrobenzene 21
Pentachlorophenol 18
Phenanthrene 18
Phenol 21
Pyrene 21



MAPEP-09-OrW20 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-09-OrW20

(ANTE01) ALS Laboratory Group, Environmental Division

225 Commerce Drive

Fort Collins, CO 80524-1416

Z-ScoreAnalyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Acceptance

RangeNotes

Units: (ug/L)Organic

-1.61A -3.454,4'-DDD 5.04 2.08 8.00
A<0.0484,4'-DDE
A<0.0484,4'-DDT

-1.42A -3.26Aldrin 4.74 1.61 7.86
0.92A -11alpha-BHC 9.54 4.77 14.31

A<0.048beta-BHC
A<0.048delta-BHC

0.39A -10Dieldrin 9.43 5.02 13.84
A<0.048Endosulfan I
A<0.048Endosulfan II
A<0.048Endosulfan sulfate
A<0.048Endrin
A<0.048Endrin Aldehyde
A<0.048gamma-BHC (Lindane)

-1.09A -4.07Heptachlor 5.24 2.01 8.47
A<0.048Heptachlor epoxide
A<0.238Methoxychlor

0.16A -87.71,2,4-Trichlorobenzene 84.6 26.8 142.4
0.86A -42.81,2-Dichlorobenzene 34.4 5.1 63.8
0.64A -651,3-Dichlorobenzene 55.5 10.7 100.3
0.53A -74.31,4-Dichlorobenzene 64.5 10.0 119.7
0.39A -1602,4,5-Trichlorophenol 149.1 63.8 234.3
0.40A -1062,4,6-Trichlorophenol 98.2 40.0 156.4
0.61A -1282,4-Dichlorophenol 114.6 48.4 180.8

-0.06A -1172,4-Dimethylphenol 118.6 34.5 202.6
A<192,4-Dinitrophenol

0.36A -40.12,4-Dinitrotoluene 37.5 15.4 59.5
-NR2,6-Dichlorophenol 60.7 24.7 96.8

0.35A -67.82,6-Dinitrotoluene 64.0 31.4 96.7
0.26A -1272-Chloronaphthalene 120.9 49.4 192.4
0.79A -1682-Chlorophenol 144.0 52.6 235.3
1.57A -1002-Methylnaphthalene 73.0 21.4 124.5
1.08A -90.32-Methylphenol 71.4 18.9 124.0

A<9.522-Nitrophenol
W (26)2.133-Methyl & 4-Methylphenol
A<194,6-Dinitro-2-methylphenol

 of 59Page 1 Printed 7/6/2009Issued 6/3/2009



MAPEP-09-OrW20 Combined Report

Z-ScoreAnalyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Acceptance

RangeNotes

Units: (ug/L)Organic

A<9.524-Bromophenyl-phenylether
A<9.524-Chloro-3-methylphenol
A<9.524-Chlorophenyl-phenylether
A<194-Nitrophenol

0.22A -126Acenaphthene 121.6 60.3 182.8
A<9.52Acenaphthylene

0.02A -100Anthracene 99.7 50.4 149.0
-0.22A -46.4Benzo(a)anthracene 48.1 25.1 71.1
-1.26A -21.5Benzo(a)pyrene 29.2 11.0 47.4
0.38A -92Benzo(b)fluoranthene 85.9 38.3 133.5

A<9.52Benzo(g,h,i)perylene
0.28A -76.9Benzo(k)fluoranthene 72.1 21.1 123.2

A<9.52bis(2-chloroethoxy)methane
0.01A -40bis(2-chloroethyl)ether 40.0 15.0 64.9

A<9.52bis(2-chloroisopropyl)ether
0.18A -58.5Bis(2-ethylhexyl)phthalate 56.3 19.8 92.9
0.29A -61.5Butylbenzylphthalate 56.9 9.9 103.9

-0.10A -23.2Chrysene 23.6 11.1 36.1
0.47A -64.4Di-n-butylphthalate 58.8 23.4 94.2
0.10A -55.4Di-n-octylphthalate 54.2 16.8 91.6

A<9.52Dibenzo(a,h)anthracene
A<9.52Dibenzofuran

0.51A -80.3Diethylphthalate 70.9 16.0 125.8
A<9.52Dimethylphthalate

0.57A -96.5Fluoranthene 88.7 47.7 129.6
0.32A -93.6Fluorene 89.2 48.0 130.4
0.08A -43.5Hexachlorobenzene 43.0 21.5 64.4
0.17A -71.8Hexachlorobutadiene 68.7 12.0 125.3

-1.36A -16.8Hexachlorocyclopentadiene 44.6 7.9 106.0
0.76A -72.7Hexachloroethane 59.9 9.7 110.1

A<9.52Indeno(1,2,3-c,d)pyrene
A<9.52Isophorone

0.41A -45.9Naphthalene 42.3 16.3 68.3
0.94A -97.4Nitrobenzene 82.2 33.6 130.7

A<19Pentachlorophenol
A<9.52Phenanthrene

0.89A -125Phenol 88.6 15.8 211.6
-0.43A -66.1Pyrene 72.5 28.2 116.8
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MAPEP-09-OrW20 Combined Report

Notes:

(1) = False Positive

(2) = False Negative

(26) = Check for Error

NOTE: The spiking solution used to create the MAPEP OrW Standard was prepared by a subcontractor and validated by

RESL Chemists. 

Criteria based on FoPT Table for NPW - Jan 1, 2009

A = Result acceptable Z-score  3.0

W = Check reported result for error.

NR = Not Reported
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MAPEP-09-OrW20 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-09-OrW20

(ASHL01) CH2M Hill Applied Science Laboratory

2300 NW Walnut Blvd

Corvallis, OR 97330

Z-ScoreAnalyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Acceptance

RangeNotes

Units: (ug/L)Organic

-1.19 0.55A -3.874,4'-DDD 5.04 2.08 8.00
0.14A<1.204,4'-DDE
0.24A<1.204,4'-DDT

-0.52 0.59A -4.19Aldrin 4.74 1.61 7.86
-1.02 1.21A -7.92alpha-BHC 9.54 4.77 14.31

0.18A<1.20beta-BHC
0.17A<1.20delta-BHC

-1.15 0.95A -7.74Dieldrin 9.43 5.02 13.84
0.15A<1.20Endosulfan I
0.17A<1.20Endosulfan II
0.15A<1.20Endosulfan sulfate
0.21A<1.20Endrin
0.16A<1.20Endrin Aldehyde
0.19A<1.20gamma-BHC (Lindane)

-0.37 0.67A -4.84Heptachlor 5.24 2.01 8.47
0.14A<1.20Heptachlor epoxide
0.24A<1.20Methoxychlor

0.05 8.5A -85.61,2,4-Trichlorobenzene 84.6 26.8 142.4
0.09 3.8A -35.21,2-Dichlorobenzene 34.4 5.1 63.8
0.09 6.2A -56.91,3-Dichlorobenzene 55.5 10.7 100.3
0.07 7.1A -65.71,4-Dichlorobenzene 64.5 10.0 119.7
0.17 21A -1542,4,5-Trichlorophenol 149.1 63.8 234.3
0.35 14A -1052,4,6-Trichlorophenol 98.2 40.0 156.4
0.29 12A -1212,4-Dichlorophenol 114.6 48.4 180.8

-0.34 10A -1092,4-Dimethylphenol 118.6 34.5 202.6
3.0A<24.12,4-Dinitrophenol

-0.32 4.5A -35.12,4-Dinitrotoluene 37.5 15.4 59.5
-NR2,6-Dichlorophenol 60.7 24.7 96.8

-0.21 7.8A -61.82,6-Dinitrotoluene 64.0 31.4 96.7
0.22 14A -1262-Chloronaphthalene 120.9 49.4 192.4

-0.13 15A -1402-Chlorophenol 144.0 52.6 235.3
0.70 11.6A -85.02-Methylnaphthalene 73.0 21.4 124.5

-0.17 7.7A -68.52-Methylphenol 71.4 18.9 124.0
1.01A<9.632-Nitrophenol
1.20A<9.633-Methyl & 4-Methylphenol

2.8A<24.14,6-Dinitro-2-methylphenol
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MAPEP-09-OrW20 Combined Report

Z-ScoreAnalyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Acceptance

RangeNotes

Units: (ug/L)Organic

1.22A<9.634-Bromophenyl-phenylether
1.14A<9.634-Chloro-3-methylphenol
1.25A<9.634-Chlorophenyl-phenylether
1.86A<9.634-Nitrophenol

-0.03 16A -121Acenaphthene 121.6 60.3 182.8
1.38A<9.63Acenaphthylene

-0.38 12.7A -93.4Anthracene 99.7 50.4 149.0
-0.15 6.9A -47.0Benzo(a)anthracene 48.1 25.1 71.1
-0.72 4.0A -24.8Benzo(a)pyrene 29.2 11.0 47.4
-0.65 12.5A -75.6Benzo(b)fluoranthene 85.9 38.3 133.5

1.68A<9.63Benzo(g,h,i)perylene
-0.16 11.4A -69.5Benzo(k)fluoranthene 72.1 21.1 123.2

1.01A<9.63bis(2-chloroethoxy)methane
-0.13 4.3A -38.9bis(2-chloroethyl)ether 40.0 15.0 64.9

1.26A<9.63bis(2-chloroisopropyl)ether
-0.11 7.7A -55.0Bis(2-ethylhexyl)phthalate 56.3 19.8 92.9
0.07 7.7A -58.0Butylbenzylphthalate 56.9 9.9 103.9

-0.55 3.1A -21.3Chrysene 23.6 11.1 36.1
0.02 8.1A -59.1Di-n-butylphthalate 58.8 23.4 94.2

-0.34 8.0A -50.0Di-n-octylphthalate 54.2 16.8 91.6
1.74A<9.63Dibenzo(a,h)anthracene
1.23A<9.63Dibenzofuran

0.48 10.2A -79.8Diethylphthalate 70.9 16.0 125.8
1.21A<9.63Dimethylphthalate

-0.08 13.1A -87.6Fluoranthene 88.7 47.7 129.6
-0.19 11.9A -86.5Fluorene 89.2 48.0 130.4
-0.78 4.3A -37.4Hexachlorobenzene 43.0 21.5 64.4
-0.68 5.6A -55.9Hexachlorobutadiene 68.7 12.0 125.3
-0.97 3.4A -24.7Hexachlorocyclopentadiene 44.6 7.9 106.0
-0.23 6.0A -56.0Hexachloroethane 59.9 9.7 110.1

1.69A<9.63Indeno(1,2,3-c,d)pyrene
1.00A<9.63Isophorone

-0.04 4.4A -42.0Naphthalene 42.3 16.3 68.3
0.03 8.4A -82.7Nitrobenzene 82.2 33.6 130.7

1.28A<9.63Pentachlorophenol
1.31A<9.63Phenanthrene

-0.96 8.7A -49.2Phenol 88.6 15.8 211.6
0.04 11.0A -73.1Pyrene 72.5 28.2 116.8
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MAPEP-09-OrW20 Combined Report

Notes:

(1) = False Positive

(2) = False Negative

(26) = Check for Error

NOTE: The spiking solution used to create the MAPEP OrW Standard was prepared by a subcontractor and validated by

RESL Chemists. 

Criteria based on FoPT Table for NPW - Jan 1, 2009

A = Result acceptable Z-score  3.0

W = Check reported result for error.

NR = Not Reported
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MAPEP-09-OrW20 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-09-OrW20

(AY1201) B&W Y-12, Analytical Chemistry Organization Laboratory

Y12, NSC, Bldg. 9995, Rm 142

Oak Ridge, TN 37831-8189

Z-ScoreAnalyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Acceptance

RangeNotes

Units: (ug/L)Organic

0.36A -5.394,4'-DDD 5.04 2.08 8.00
A<0.084,4'-DDE
A<0.084,4'-DDT

-0.14A -4.59Aldrin 4.74 1.61 7.86
-0.67A -8.47alpha-BHC 9.54 4.77 14.31

A<0.04beta-BHC
A<0.04delta-BHC

-0.07A -9.33Dieldrin 9.43 5.02 13.84
A<0.04Endosulfan I
A<0.08Endosulfan II
A<0.08Endosulfan sulfate
A<0.08Endrin
A<0.08Endrin Aldehyde
A<0.04gamma-BHC (Lindane)

-0.39A -4.82Heptachlor 5.24 2.01 8.47
A<0.04Heptachlor epoxide
A<0.4Methoxychlor

0.96A -1031,2,4-Trichlorobenzene 84.6 26.8 142.4
0.70A -41.21,2-Dichlorobenzene 34.4 5.1 63.8
0.87A -68.51,3-Dichlorobenzene 55.5 10.7 100.3
0.83A -79.71,4-Dichlorobenzene 64.5 10.0 119.7
0.17A -1542,4,5-Trichlorophenol 149.1 63.8 234.3
0.66A -1112,4,6-Trichlorophenol 98.2 40.0 156.4
0.33A -1222,4-Dichlorophenol 114.6 48.4 180.8
0.62A -1362,4-Dimethylphenol 118.6 34.5 202.6

A<192,4-Dinitrophenol
-0.21A -35.92,4-Dinitrotoluene 37.5 15.4 59.5
0.34A -64.82,6-Dichlorophenol 60.7 24.7 96.8

-0.40A -59.72,6-Dinitrotoluene 64.0 31.4 96.7
0.34A -1292-Chloronaphthalene 120.9 49.4 192.4
0.89A -1712-Chlorophenol 144.0 52.6 235.3
1.48A -98.42-Methylnaphthalene 73.0 21.4 124.5
0.83A -85.92-Methylphenol 71.4 18.9 124.0

A<102-Nitrophenol
A<193-Methyl & 4-Methylphenol
A<194,6-Dinitro-2-methylphenol
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MAPEP-09-OrW20 Combined Report

Z-ScoreAnalyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Acceptance

RangeNotes

Units: (ug/L)Organic

A<104-Bromophenyl-phenylether
A<104-Chloro-3-methylphenol
A<104-Chlorophenyl-phenylether
A<194-Nitrophenol

1.10A -144Acenaphthene 121.6 60.3 182.8
A<10Acenaphthylene

-0.35A -94.0Anthracene 99.7 50.4 149.0
-0.47A -44.5Benzo(a)anthracene 48.1 25.1 71.1
-0.09A -28.6Benzo(a)pyrene 29.2 11.0 47.4
-0.95A -70.8Benzo(b)fluoranthene 85.9 38.3 133.5

A<10Benzo(g,h,i)perylene
0.89A -87.3Benzo(k)fluoranthene 72.1 21.1 123.2

A<10bis(2-chloroethoxy)methane
0.34A -42.8bis(2-chloroethyl)ether 40.0 15.0 64.9

A<10bis(2-chloroisopropyl)ether
0.93A -67.6Bis(2-ethylhexyl)phthalate 56.3 19.8 92.9

-2.10A -23.9Butylbenzylphthalate 56.9 9.9 103.9
-0.77A -20.4Chrysene 23.6 11.1 36.1
-1.99A -35.4Di-n-butylphthalate 58.8 23.4 94.2
0.56A -61.2Di-n-octylphthalate 54.2 16.8 91.6

A<10Dibenzo(a,h)anthracene
A<10Dibenzofuran

-1.92A -35.9Diethylphthalate 70.9 16.0 125.8
A<10Dimethylphthalate

0.17A -91.0Fluoranthene 88.7 47.7 129.6
0.45A -95.4Fluorene 89.2 48.0 130.4

-1.21A -34.3Hexachlorobenzene 43.0 21.5 64.4
0.88A -85.3Hexachlorobutadiene 68.7 12.0 125.3
1.03A -65.7Hexachlorocyclopentadiene 44.6 7.9 106.0
0.88A -74.7Hexachloroethane 59.9 9.7 110.1

A<10Indeno(1,2,3-c,d)pyrene
A<10Isophorone

0.54A -47.0Naphthalene 42.3 16.3 68.3
0.73A -93.9Nitrobenzene 82.2 33.6 130.7

A<10Pentachlorophenol
A<10Phenanthrene

0.84A -123Phenol 88.6 15.8 211.6
1.42A -93.5Pyrene 72.5 28.2 116.8
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MAPEP-09-OrW20 Combined Report

Notes:

(1) = False Positive

(2) = False Negative

(26) = Check for Error

NOTE: The spiking solution used to create the MAPEP OrW Standard was prepared by a subcontractor and validated by

RESL Chemists. 

Criteria based on FoPT Table for NPW - Jan 1, 2009

A = Result acceptable Z-score  3.0

W = Check reported result for error.

NR = Not Reported
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MAPEP-09-OrW20 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-09-OrW20

(BCLI01) BC Laboratories, Inc

4100 Atlas Court

Bakersfield, CA 93308

Z-ScoreAnalyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Acceptance

RangeNotes

Units: (ug/L)Organic

-1.40A -3.664,4'-DDD 5.04 2.08 8.00
-0.37A -4.35Aldrin 4.74 1.61 7.86
-1.51A -7.14alpha-BHC 9.54 4.77 14.31
0.17A -9.68Dieldrin 9.43 5.02 13.84

-1.60A -3.52Heptachlor 5.24 2.01 8.47
-0.38A -77.31,2,4-Trichlorobenzene 84.6 26.8 142.4
-0.58A -28.71,2-Dichlorobenzene 34.4 5.1 63.8
-0.41A -49.41,3-Dichlorobenzene 55.5 10.7 100.3
-0.34A -58.31,4-Dichlorobenzene 64.5 10.0 119.7
0.70A -1692,4,5-Trichlorophenol 149.1 63.8 234.3
0.35A -1052,4,6-Trichlorophenol 98.2 40.0 156.4
0.38A -1232,4-Dichlorophenol 114.6 48.4 180.8

-0.34A -1092,4-Dimethylphenol 118.6 34.5 202.6
-0.46A -34.12,4-Dinitrotoluene 37.5 15.4 59.5
2.75A -93.82,6-Dichlorophenol 60.7 24.7 96.8
0.24A -66.62,6-Dinitrotoluene 64.0 31.4 96.7

-0.58A -1072-Chloronaphthalene 120.9 49.4 192.4
0.20A -1502-Chlorophenol 144.0 52.6 235.3
0.50A -81.62-Methylnaphthalene 73.0 21.4 124.5
0.48A -79.92-Methylphenol 71.4 18.9 124.0

-0.42A -113Acenaphthene 121.6 60.3 182.8
-0.24A -95.8Anthracene 99.7 50.4 149.0
-1.67A -35.3Benzo(a)anthracene 48.1 25.1 71.1
-0.51A -26.1Benzo(a)pyrene 29.2 11.0 47.4
0.30A -90.7Benzo(b)fluoranthene 85.9 38.3 133.5
0.29A -77.0Benzo(k)fluoranthene 72.1 21.1 123.2

-0.66A -34.5bis(2-chloroethyl)ether 40.0 15.0 64.9
-1.02A -43.9Bis(2-ethylhexyl)phthalate 56.3 19.8 92.9
-0.61A -47.3Butylbenzylphthalate 56.9 9.9 103.9
-1.32A -18.1Chrysene 23.6 11.1 36.1
-0.43A -53.7Di-n-butylphthalate 58.8 23.4 94.2
-1.51A -35.4Di-n-octylphthalate 54.2 16.8 91.6
0.10A -72.7Diethylphthalate 70.9 16.0 125.8

-0.29A -84.7Fluoranthene 88.7 47.7 129.6
0.32A -93.6Fluorene 89.2 48.0 130.4

-2.13A - 27.7Hexachlorobenzene 43.0 21.5 64.4
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MAPEP-09-OrW20 Combined Report

Z-ScoreAnalyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Acceptance

RangeNotes

Units: (ug/L)Organic

-0.68A -55.8Hexachlorobutadiene 68.7 12.0 125.3
-0.92A -25.7Hexachlorocyclopentadiene 44.6 7.9 106.0
-0.13A -57.7Hexachloroethane 59.9 9.7 110.1
-0.51A -37.9Naphthalene 42.3 16.3 68.3
-0.12A -80.2Nitrobenzene 82.2 33.6 130.7
-0.64A -62.4Phenol 88.6 15.8 211.6
0.35A -77.7Pyrene 72.5 28.2 116.8

Notes:

(1) = False Positive

(2) = False Negative

(26) = Check for Error

NOTE: The spiking solution used to create the MAPEP OrW Standard was prepared by a subcontractor and validated by

RESL Chemists. 

Criteria based on FoPT Table for NPW - Jan 1, 2009

A = Result acceptable Z-score  3.0

W = Check reported result for error.

NR = Not Reported
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MAPEP-09-OrW20 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-09-OrW20

(BNEL01) Northeast Laboratory Services, Inc.

PO Box 788

Waterville, ME 04903-0788

Z-ScoreAnalyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Acceptance

RangeNotes

Units: (ug/L)Organic

-0.65A -4.404,4'-DDD 5.04 2.08 8.00
0.16A -4.90Aldrin 4.74 1.61 7.86

-0.69A -8.44alpha-BHC 9.54 4.77 14.31
N (1)7.81delta-BHC

-0.48A -8.73Dieldrin 9.43 5.02 13.84
2.99A -8.46Heptachlor 5.24 2.01 8.47

-0.11A -82.41,2,4-Trichlorobenzene 84.6 26.8 142.4
1.08A -45.01,2-Dichlorobenzene 34.4 5.1 63.8
0.86A -68.41,3-Dichlorobenzene 55.5 10.7 100.3
0.72A -77.71,4-Dichlorobenzene 64.5 10.0 119.7

-1.23A -1142,4,5-Trichlorophenol 149.1 63.8 234.3
-0.78A -83.12,4,6-Trichlorophenol 98.2 40.0 156.4
-0.16A -1112,4-Dichlorophenol 114.6 48.4 180.8
-0.20A -1132,4-Dimethylphenol 118.6 34.5 202.6
-0.12A -36.62,4-Dinitrotoluene 37.5 15.4 59.5
-0.32A -56.92,6-Dichlorophenol 60.7 24.7 96.8
-1.05A -52.62,6-Dinitrotoluene 64.0 31.4 96.7
-0.90A -99.42-Chloronaphthalene 120.9 49.4 192.4
-0.06A -1422-Chlorophenol 144.0 52.6 235.3
0.98A -89.72-Methylnaphthalene 73.0 21.4 124.5
0.49A -80.02-Methylphenol 71.4 18.9 124.0

-1.16A -98.0Acenaphthene 121.6 60.3 182.8
-0.66A -88.8Anthracene 99.7 50.4 149.0
-0.34A -45.5Benzo(a)anthracene 48.1 25.1 71.1
-0.09A -28.6Benzo(a)pyrene 29.2 11.0 47.4
-1.07A -69.0Benzo(b)fluoranthene 85.9 38.3 133.5
-0.55A -62.8Benzo(k)fluoranthene 72.1 21.1 123.2
0.92A -47.6bis(2-chloroethyl)ether 40.0 15.0 64.9
0.24A -59.2Bis(2-ethylhexyl)phthalate 56.3 19.8 92.9

-0.45A -49.8Butylbenzylphthalate 56.9 9.9 103.9
-0.31A -22.3Chrysene 23.6 11.1 36.1
-0.69A -50.7Di-n-butylphthalate 58.8 23.4 94.2
-0.09A -53.0Di-n-octylphthalate 54.2 16.8 91.6
-0.39A -63.9Diethylphthalate 70.9 16.0 125.8
-1.53A -67.7Fluoranthene 88.7 47.7 129.6
-0.71A -79.4Fluorene 89.2 48.0 130.4
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MAPEP-09-OrW20 Combined Report

Z-ScoreAnalyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Acceptance

RangeNotes

Units: (ug/L)Organic

-0.96A -36.1Hexachlorobenzene 43.0 21.5 64.4
0.35A -75.3Hexachlorobutadiene 68.7 12.0 125.3
0.30A -50.7Hexachlorocyclopentadiene 44.6 7.9 106.0
1.56A -86.0Hexachloroethane 59.9 9.7 110.1
0.41A -45.9Naphthalene 42.3 16.3 68.3
0.79A -95.0Nitrobenzene 82.2 33.6 130.7

-0.74A -58.4Phenol 88.6 15.8 211.6
-0.41A -66.4Pyrene 72.5 28.2 116.8

Notes:

(1) = False Positive

(2) = False Negative

(26) = Check for Error

NOTE: The spiking solution used to create the MAPEP OrW Standard was prepared by a subcontractor and validated by

RESL Chemists. 

Criteria based on FoPT Table for NPW - Jan 1, 2009

A = Result acceptable Z-score  3.0

W = Check reported result for error.

NR = Not Reported
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MAPEP-09-OrW20 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-09-OrW20

(CALN01) Caltest Analytical Laboratory

1885 N. Kelly Road

Napa, CA 94558

Z-ScoreAnalyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Acceptance

RangeNotes

Units: (ug/L)Organic

-NR4,4'-DDD 5.04 2.08 8.00
-NRAldrin 4.74 1.61 7.86
-NRalpha-BHC 9.54 4.77 14.31
-NRDieldrin 9.43 5.02 13.84
-NRHeptachlor 5.24 2.01 8.47

-1.75A -50.91,2,4-Trichlorobenzene 84.6 26.8 142.4
-1.31A -21.51,2-Dichlorobenzene 34.4 5.1 63.8
-1.39A -34.71,3-Dichlorobenzene 55.5 10.7 100.3
-1.28A -40.91,4-Dichlorobenzene 64.5 10.0 119.7
-1.16A -1162,4,5-Trichlorophenol 149.1 63.8 234.3
-1.02A -78.42,4,6-Trichlorophenol 98.2 40.0 156.4
-1.58A -79.82,4-Dichlorophenol 114.6 48.4 180.8
-1.30A -82.32,4-Dimethylphenol 118.6 34.5 202.6
-0.34A -35.02,4-Dinitrotoluene 37.5 15.4 59.5

-NR2,6-Dichlorophenol 60.7 24.7 96.8
-0.95A -53.72,6-Dinitrotoluene 64.0 31.4 96.7
-1.56A -83.72-Chloronaphthalene 120.9 49.4 192.4
-1.79A -89.62-Chlorophenol 144.0 52.6 235.3
-1.03A -55.32-Methylnaphthalene 73.0 21.4 124.5
-1.46A -45.92-Methylphenol 71.4 18.9 124.0
-1.44A -92.1Acenaphthene 121.6 60.3 182.8
-0.99A -83.5Anthracene 99.7 50.4 149.0
-1.62A -35.7Benzo(a)anthracene 48.1 25.1 71.1
-0.37A -26.9Benzo(a)pyrene 29.2 11.0 47.4
-0.91A -71.5Benzo(b)fluoranthene 85.9 38.3 133.5
-0.46A -64.4Benzo(k)fluoranthene 72.1 21.1 123.2
-1.74A -25.5bis(2-chloroethyl)ether 40.0 15.0 64.9
-0.05A -55.7Bis(2-ethylhexyl)phthalate 56.3 19.8 92.9
0.10A -58.5Butylbenzylphthalate 56.9 9.9 103.9

-1.03A -19.3Chrysene 23.6 11.1 36.1
0.49A -64.6Di-n-butylphthalate 58.8 23.4 94.2

-0.31A -50.3Di-n-octylphthalate 54.2 16.8 91.6
0.26A -75.6Diethylphthalate 70.9 16.0 125.8
0.00A -88.7Fluoranthene 88.7 47.7 129.6

-1.10A -74.0Fluorene 89.2 48.0 130.4
-1.88A -29.5Hexachlorobenzene 43.0 21.5 64.4
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MAPEP-09-OrW20 Combined Report

Z-ScoreAnalyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Acceptance

RangeNotes

Units: (ug/L)Organic

-1.59A -38.6Hexachlorobutadiene 68.7 12.0 125.3
-0.80A -28.1Hexachlorocyclopentadiene 44.6 7.9 106.0
-1.27A -38.7Hexachloroethane 59.9 9.7 110.1
-1.89A -26.0Naphthalene 42.3 16.3 68.3
-1.76A -53.6Nitrobenzene 82.2 33.6 130.7
-1.31A -35.0Phenol 88.6 15.8 211.6
-0.96A -58.4Pyrene 72.5 28.2 116.8

Notes:

(1) = False Positive

(2) = False Negative

(26) = Check for Error

NOTE: The spiking solution used to create the MAPEP OrW Standard was prepared by a subcontractor and validated by

RESL Chemists. 

Criteria based on FoPT Table for NPW - Jan 1, 2009

A = Result acceptable Z-score  3.0

W = Check reported result for error.

NR = Not Reported
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MAPEP-09-OrW20 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-09-OrW20

(CDHS01) California Department of Public Health

Sanitation & Radiation Lab.

Richmond, CA 94804-6403

Z-ScoreAnalyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Acceptance

RangeNotes

Units: (ug/L)Organic

-0.77A -4.284,4'-DDD 5.04 2.08 8.00
A<0.84,4'-DDE
A<0.44,4'-DDT

0.12A -4.86Aldrin 4.74 1.61 7.86
-0.60A -8.58alpha-BHC 9.54 4.77 14.31

A<0.5beta-BHC
A<0.5delta-BHC

-0.21A -9.12Dieldrin 9.43 5.02 13.84
A<0.7Endosulfan I
A<0.9Endosulfan II
A<0.6Endosulfan sulfate
A<0.7Endrin
A<0.8Endrin Aldehyde
A<0.5gamma-BHC (Lindane)

-0.30A -4.92Heptachlor 5.24 2.01 8.47
A<0.4Heptachlor epoxide
A<0.4Methoxychlor

-1.03A -64.71,2,4-Trichlorobenzene 84.6 26.8 142.4
-0.55A -29.01,2-Dichlorobenzene 34.4 5.1 63.8
-0.73A -44.61,3-Dichlorobenzene 55.5 10.7 100.3
-0.62A -53.01,4-Dichlorobenzene 64.5 10.0 119.7
-0.85A -1252,4,5-Trichlorophenol 149.1 63.8 234.3
0.97A -1172,4,6-Trichlorophenol 98.2 40.0 156.4

-1.33A -85.22,4-Dichlorophenol 114.6 48.4 180.8
-1.44A -78.22,4-Dimethylphenol 118.6 34.5 202.6

A<20.02,4-Dinitrophenol
-2.04A -22.52,4-Dinitrotoluene 37.5 15.4 59.5
-0.16A -58.82,6-Dichlorophenol 60.7 24.7 96.8
-1.79A -44.62,6-Dinitrotoluene 64.0 31.4 96.7
-1.02A -96.52-Chloronaphthalene 120.9 49.4 192.4
-1.12A -1102-Chlorophenol 144.0 52.6 235.3
-0.25A -68.62-Methylnaphthalene 73.0 21.4 124.5
-0.77A -57.92-Methylphenol 71.4 18.9 124.0

A<15.02-Nitrophenol
A<10.03-Methyl & 4-Methylphenol
A<15.04,6-Dinitro-2-methylphenol
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MAPEP-09-OrW20 Combined Report

Z-ScoreAnalyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Acceptance

RangeNotes

Units: (ug/L)Organic

A<10.04-Bromophenyl-phenylether
A<10.04-Chloro-3-methylphenol
A<10.04-Chlorophenyl-phenylether
A<10.04-Nitrophenol

-1.06A -100Acenaphthene 121.6 60.3 182.8
A<3.0Acenaphthylene

-0.85A -85.8Anthracene 99.7 50.4 149.0
-1.02A -40.3Benzo(a)anthracene 48.1 25.1 71.1
-2.42A -14.5Benzo(a)pyrene 29.2 11.0 47.4
-0.97A -70.6Benzo(b)fluoranthene 85.9 38.3 133.5

A<3.0Benzo(g,h,i)perylene
-0.55A -62.8Benzo(k)fluoranthene 72.1 21.1 123.2

A<4.0bis(2-chloroethoxy)methane
-1.31A -29.1bis(2-chloroethyl)ether 40.0 15.0 64.9

A<5.0bis(2-chloroisopropyl)ether
-1.41A -39.2Bis(2-ethylhexyl)phthalate 56.3 19.8 92.9
-1.00A -41.2Butylbenzylphthalate 56.9 9.9 103.9
-0.96A -19.6Chrysene 23.6 11.1 36.1
0.04A -59.3Di-n-butylphthalate 58.8 23.4 94.2

-1.69A -33.1Di-n-octylphthalate 54.2 16.8 91.6
A<5.0Dibenzo(a,h)anthracene
A<10.0Dibenzofuran

-1.06A -51.5Diethylphthalate 70.9 16.0 125.8
A<10.0Dimethylphthalate

0.90A -101Fluoranthene 88.7 47.7 129.6
-1.87A -63.5Fluorene 89.2 48.0 130.4
-1.01A -35.7Hexachlorobenzene 43.0 21.5 64.4
-1.03A -49.2Hexachlorobutadiene 68.7 12.0 125.3

N (2) -<10.0Hexachlorocyclopentadiene 44.6 7.9 106.0
-0.93A -44.3Hexachloroethane 59.9 9.7 110.1

A<5.0Indeno(1,2,3-c,d)pyrene
A<10.0Isophorone

-1.31A -31.0Naphthalene 42.3 16.3 68.3
-1.19A -62.9Nitrobenzene 82.2 33.6 130.7

A<15.0Pentachlorophenol
A<10.0Phenanthrene

0.16A -95.0Phenol 88.6 15.8 211.6
-0.45A -65.9Pyrene 72.5 28.2 116.8
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MAPEP-09-OrW20 Combined Report

Notes:

(1) = False Positive

(2) = False Negative

(26) = Check for Error

NOTE: The spiking solution used to create the MAPEP OrW Standard was prepared by a subcontractor and validated by

RESL Chemists. 

Criteria based on FoPT Table for NPW - Jan 1, 2009

A = Result acceptable Z-score  3.0

W = Check reported result for error.

NR = Not Reported
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MAPEP-09-OrW20 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-09-OrW20

(CORE02) TestAmerica Denver

4955 Yarrow St

Arvada, CO 80002

Z-ScoreAnalyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Acceptance

RangeNotes

Units: (ug/L)Organic

-0.45A -4.64,4'-DDD 5.04 2.08 8.00
A<0.054,4'-DDE
A<0.054,4'-DDT

-0.32A -4.4Aldrin 4.74 1.61 7.86
-0.03A -9.5alpha-BHC 9.54 4.77 14.31

W (26)0.079beta-BHC
A<0.05delta-BHC

-0.29A -9.0Dieldrin 9.43 5.02 13.84
A<0.05Endosulfan I
A<0.05Endosulfan II
A<0.05Endosulfan sulfate
W (26)0.038Endrin
A<0.05Endrin Aldehyde
W (26)0.038gamma-BHC (Lindane)

0.06A -5.3Heptachlor 5.24 2.01 8.47
A<0.05Heptachlor epoxide
A<0.10Methoxychlor

1.84A -1201,2,4-Trichlorobenzene 84.6 26.8 142.4
0.98A -441,2-Dichlorobenzene 34.4 5.1 63.8
1.51A -781,3-Dichlorobenzene 55.5 10.7 100.3
1.44A -911,4-Dichlorobenzene 64.5 10.0 119.7
0.39A -1602,4,5-Trichlorophenol 149.1 63.8 234.3
1.64A -1302,4,6-Trichlorophenol 98.2 40.0 156.4
2.06A -1602,4-Dichlorophenol 114.6 48.4 180.8
0.77A -1402,4-Dimethylphenol 118.6 34.5 202.6

A<502,4-Dinitrophenol
0.48A -412,4-Dinitrotoluene 37.5 15.4 59.5
1.19A -752,6-Dichlorophenol 60.7 24.7 96.8
0.64A -712,6-Dinitrotoluene 64.0 31.4 96.7
2.06A -1702-Chloronaphthalene 120.9 49.4 192.4
0.53A -1602-Chlorophenol 144.0 52.6 235.3
2.74A -1202-Methylnaphthalene 73.0 21.4 124.5
1.23A -932-Methylphenol 71.4 18.9 124.0

A<102-Nitrophenol
A<103-Methyl & 4-Methylphenol
A<504,6-Dinitro-2-methylphenol
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Z-ScoreAnalyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Acceptance

RangeNotes

Units: (ug/L)Organic

A<104-Bromophenyl-phenylether
A<104-Chloro-3-methylphenol
A<104-Chlorophenyl-phenylether
A<504-Nitrophenol

2.37A -170Acenaphthene 121.6 60.3 182.8
A<10Acenaphthylene

1.84A -130Anthracene 99.7 50.4 149.0
-0.02A -48Benzo(a)anthracene 48.1 25.1 71.1
-1.02A -23Benzo(a)pyrene 29.2 11.0 47.4
0.51A -94Benzo(b)fluoranthene 85.9 38.3 133.5

A<10Benzo(g,h,i)perylene
0.87A -87Benzo(k)fluoranthene 72.1 21.1 123.2

A<10bis(2-chloroethoxy)methane
-0.48A -36bis(2-chloroethyl)ether 40.0 15.0 64.9

A<10bis(2-chloroisopropyl)ether
-0.36A -52Bis(2-ethylhexyl)phthalate 56.3 19.8 92.9
0.07A -58Butylbenzylphthalate 56.9 9.9 103.9

-0.87A -20Chrysene 23.6 11.1 36.1
0.52A -65Di-n-butylphthalate 58.8 23.4 94.2

-0.42A -49Di-n-octylphthalate 54.2 16.8 91.6
A<10Dibenzo(a,h)anthracene
A<4Dibenzofuran

1.15A -92Diethylphthalate 70.9 16.0 125.8
A<10Dimethylphthalate

1.56A -110Fluoranthene 88.7 47.7 129.6
2.25A -120Fluorene 89.2 48.0 130.4

-0.69A -38Hexachlorobenzene 43.0 21.5 64.4
1.34A -94Hexachlorobutadiene 68.7 12.0 125.3

-0.32A -38Hexachlorocyclopentadiene 44.6 7.9 106.0
1.50A -85Hexachloroethane 59.9 9.7 110.1

A<10Indeno(1,2,3-c,d)pyrene
A<10Isophorone

0.89A -50Naphthalene 42.3 16.3 68.3
1.10A -100Nitrobenzene 82.2 33.6 130.7

A<50Pentachlorophenol
A<10Phenanthrene

1.74A -160Phenol 88.6 15.8 211.6
-0.17A -70Pyrene 72.5 28.2 116.8
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Notes:

(1) = False Positive

(2) = False Negative

(26) = Check for Error

NOTE: The spiking solution used to create the MAPEP OrW Standard was prepared by a subcontractor and validated by

RESL Chemists. 

Criteria based on FoPT Table for NPW - Jan 1, 2009

A = Result acceptable Z-score  3.0

W = Check reported result for error.

NR = Not Reported
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MAPEP-09-OrW20 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-09-OrW20

(DAFI01) Davis & Floyd, Inc.

PO Drawer 428

Greenwood, SC 29648

Z-ScoreAnalyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Acceptance

RangeNotes

Units: (ug/L)Organic

0.39A -5.424,4'-DDD 5.04 2.08 8.00
A<0.054,4'-DDE
A<0.054,4'-DDT

0.54A -5.30Aldrin 4.74 1.61 7.86
0.54A -10.4alpha-BHC 9.54 4.77 14.31

A<0.05beta-BHC
A<0.05delta-BHC

0.59A -10.3Dieldrin 9.43 5.02 13.84
A<0.05Endosulfan I
A<0.05Endosulfan II
A<0.05Endosulfan sulfate
A<0.05Endrin
A<0.05Endrin Aldehyde
A<0.05gamma-BHC (Lindane)

0.56A -5.84Heptachlor 5.24 2.01 8.47
A<0.05Heptachlor epoxide
A<0.50Methoxychlor

-0.94A -66.41,2,4-Trichlorobenzene 84.6 26.8 142.4
-0.14A -33.01,2-Dichlorobenzene 34.4 5.1 63.8
-0.34A -50.51,3-Dichlorobenzene 55.5 10.7 100.3
-0.30A -59.01,4-Dichlorobenzene 64.5 10.0 119.7
-1.06A -1192,4,5-Trichlorophenol 149.1 63.8 234.3
-1.13A -76.22,4,6-Trichlorophenol 98.2 40.0 156.4
-1.43A -83.02,4-Dichlorophenol 114.6 48.4 180.8
-1.58A -74.42,4-Dimethylphenol 118.6 34.5 202.6

A<25.02,4-Dinitrophenol
-0.88A -31.02,4-Dinitrotoluene 37.5 15.4 59.5
-0.69A -52.52,6-Dichlorophenol 60.7 24.7 96.8
-1.11A -52.02,6-Dinitrotoluene 64.0 31.4 96.7
-0.99A -97.22-Chloronaphthalene 120.9 49.4 192.4
-1.08A -1112-Chlorophenol 144.0 52.6 235.3
-0.14A -70.62-Methylnaphthalene 73.0 21.4 124.5
-0.41A -64.32-Methylphenol 71.4 18.9 124.0

A<10.02-Nitrophenol
A<10.03-Methyl & 4-Methylphenol
A<25.04,6-Dinitro-2-methylphenol

 of 59Page 22 Printed 7/6/2009Issued 6/3/2009
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Z-ScoreAnalyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Acceptance

RangeNotes

Units: (ug/L)Organic

A<10.04-Bromophenyl-phenylether
A<10.04-Chloro-3-methylphenol
A<10.04-Chlorophenyl-phenylether
A<25.04-Nitrophenol

-1.36A -93.8Acenaphthene 121.6 60.3 182.8
A<10.0Acenaphthylene

-0.93A -84.4Anthracene 99.7 50.4 149.0
-0.25A -46.2Benzo(a)anthracene 48.1 25.1 71.1
-0.54A -25.9Benzo(a)pyrene 29.2 11.0 47.4
-0.38A -79.9Benzo(b)fluoranthene 85.9 38.3 133.5

A<10.0Benzo(g,h,i)perylene
-0.08A -70.8Benzo(k)fluoranthene 72.1 21.1 123.2

A<10.0bis(2-chloroethoxy)methane
-1.19A -30.1bis(2-chloroethyl)ether 40.0 15.0 64.9

A<10.0bis(2-chloroisopropyl)ether
-0.42A -51.2Bis(2-ethylhexyl)phthalate 56.3 19.8 92.9
0.08A -58.1Butylbenzylphthalate 56.9 9.9 103.9

-0.34A -22.2Chrysene 23.6 11.1 36.1
-0.01A -58.7Di-n-butylphthalate 58.8 23.4 94.2
-0.68A -45.7Di-n-octylphthalate 54.2 16.8 91.6

A<10.0Dibenzo(a,h)anthracene
A<10.0Dibenzofuran

-0.07A -69.6Diethylphthalate 70.9 16.0 125.8
A<10.0Dimethylphthalate

-0.62A -80.2Fluoranthene 88.7 47.7 129.6
-1.32A -71.1Fluorene 89.2 48.0 130.4
-1.00A -35.8Hexachlorobenzene 43.0 21.5 64.4
-0.61A -57.2Hexachlorobutadiene 68.7 12.0 125.3
-1.25A -19.0Hexachlorocyclopentadiene 44.6 7.9 106.0
-0.38A -53.6Hexachloroethane 59.9 9.7 110.1

A<10.0Indeno(1,2,3-c,d)pyrene
A<10.0Isophorone

-0.77A -35.7Naphthalene 42.3 16.3 68.3
-1.00A -66.0Nitrobenzene 82.2 33.6 130.7

A<25.0Pentachlorophenol
A<10.0Phenanthrene

-0.08A -85.4Phenol 88.6 15.8 211.6
-0.37A -67.1Pyrene 72.5 28.2 116.8

 of 59Page 23 Printed 7/6/2009Issued 6/3/2009



MAPEP-09-OrW20 Combined Report

Notes:

(1) = False Positive

(2) = False Negative

(26) = Check for Error

NOTE: The spiking solution used to create the MAPEP OrW Standard was prepared by a subcontractor and validated by

RESL Chemists. 

Criteria based on FoPT Table for NPW - Jan 1, 2009

A = Result acceptable Z-score  3.0

W = Check reported result for error.

NR = Not Reported
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MAPEP-09-OrW20 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-09-OrW20

(EMAX01) EMAX Laboratories, Inc

1835 W. 205th St.

Torrance, CA 90501

Z-ScoreAnalyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Acceptance

RangeNotes

Units: (ug/L)Organic

-NR4,4'-DDD 5.04 2.08 8.00
-NRAldrin 4.74 1.61 7.86
-NRalpha-BHC 9.54 4.77 14.31
-NRDieldrin 9.43 5.02 13.84
-NRHeptachlor 5.24 2.01 8.47

0.76A -99.21,2,4-Trichlorobenzene 84.6 26.8 142.4
1.11A -45.31,2-Dichlorobenzene 34.4 5.1 63.8
1.16A -72.81,3-Dichlorobenzene 55.5 10.7 100.3
1.17A -861,4-Dichlorobenzene 64.5 10.0 119.7
0.10A -1522,4,5-Trichlorophenol 149.1 63.8 234.3
0.81A -1142,4,6-Trichlorophenol 98.2 40.0 156.4
0.74A -1312,4-Dichlorophenol 114.6 48.4 180.8

-0.02A -1182,4-Dimethylphenol 118.6 34.5 202.6
A<52,4-Dinitrophenol

0.36A -40.12,4-Dinitrotoluene 37.5 15.4 59.5
0.86A -712,6-Dichlorophenol 60.7 24.7 96.8
0.37A -682,6-Dinitrotoluene 64.0 31.4 96.7
1.64A -1602-Chloronaphthalene 120.9 49.4 192.4
0.72A -1662-Chlorophenol 144.0 52.6 235.3
1.25A -94.52-Methylnaphthalene 73.0 21.4 124.5
1.17A -922-Methylphenol 71.4 18.9 124.0

A<52-Nitrophenol
A<53-Methyl & 4-Methylphenol
A<54,6-Dinitro-2-methylphenol
A<54-Bromophenyl-phenylether
A<54-Chloro-3-methylphenol
A<54-Chlorophenyl-phenylether
A<54-Nitrophenol

1.05A -143Acenaphthene 121.6 60.3 182.8
A<5Acenaphthylene

0.81A -113Anthracene 99.7 50.4 149.0
0.64A -53.0Benzo(a)anthracene 48.1 25.1 71.1
0.25A -30.7Benzo(a)pyrene 29.2 11.0 47.4
1.33A -107Benzo(b)fluoranthene 85.9 38.3 133.5

A<5Benzo(g,h,i)perylene
0.50A -80.7Benzo(k)fluoranthene 72.1 21.1 123.2
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Z-ScoreAnalyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Acceptance

RangeNotes

Units: (ug/L)Organic

A<5bis(2-chloroethoxy)methane
0.65A -45.4bis(2-chloroethyl)ether 40.0 15.0 64.9

A<5bis(2-chloroisopropyl)ether
0.38A -60.9Bis(2-ethylhexyl)phthalate 56.3 19.8 92.9
0.87A -70.5Butylbenzylphthalate 56.9 9.9 103.9
0.48A -25.6Chrysene 23.6 11.1 36.1
1.22A -73.2Di-n-butylphthalate 58.8 23.4 94.2
0.40A -59.2Di-n-octylphthalate 54.2 16.8 91.6

A<5Dibenzo(a,h)anthracene
A<5Dibenzofuran

1.00A -89.2Diethylphthalate 70.9 16.0 125.8
A<5Dimethylphthalate

1.56A -110Fluoranthene 88.7 47.7 129.6
0.79A -100Fluorene 89.2 48.0 130.4
0.40A -45.8Hexachlorobenzene 43.0 21.5 64.4
0.69A -81.7Hexachlorobutadiene 68.7 12.0 125.3

-0.73A -29.7Hexachlorocyclopentadiene 44.6 7.9 106.0
1.24A -80.7Hexachloroethane 59.9 9.7 110.1

A<5Indeno(1,2,3-c,d)pyrene
A<5Isophorone

0.54A -47Naphthalene 42.3 16.3 68.3
0.87A -96.2Nitrobenzene 82.2 33.6 130.7

A<5Pentachlorophenol
A<5Phenanthrene

1.18A -137Phenol 88.6 15.8 211.6
0.83A -84.8Pyrene 72.5 28.2 116.8

Notes:

(1) = False Positive

(2) = False Negative

(26) = Check for Error

NOTE: The spiking solution used to create the MAPEP OrW Standard was prepared by a subcontractor and validated by

RESL Chemists. 

Criteria based on FoPT Table for NPW - Jan 1, 2009

A = Result acceptable Z-score  3.0

W = Check reported result for error.

NR = Not Reported
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MAPEP-09-OrW20 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-09-OrW20

(GENE01) GEL Laboratories, LLC

2040 Savage Road

Charleston, SC 29407

Z-ScoreAnalyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Acceptance

RangeNotes

Units: (ug/L)Organic

-1.09A -3.964,4'-DDD 5.04 2.08 8.00
A<0.0404,4'-DDE
A<0.0404,4'-DDT

-0.84A -3.86Aldrin 4.74 1.61 7.86
-1.31A -7.45alpha-BHC 9.54 4.77 14.31

A<0.020beta-BHC
A<0.020delta-BHC

-1.32A -7.49Dieldrin 9.43 5.02 13.84
A<0.020Endosulfan I
A<0.040Endosulfan II
A<0.040Endosulfan sulfate
A<0.040Endrin
A<0.040Endrin Aldehyde
A<0.020gamma-BHC (Lindane)

-1.02A -4.14Heptachlor 5.24 2.01 8.47
A<0.020Heptachlor epoxide
A<0.200Methoxychlor

-0.88A -67.71,2,4-Trichlorobenzene 84.6 26.8 142.4
-0.69A -27.61,2-Dichlorobenzene 34.4 5.1 63.8
-0.78A -43.91,3-Dichlorobenzene 55.5 10.7 100.3
-0.78A -50.11,4-Dichlorobenzene 64.5 10.0 119.7
-0.78A -1272,4,5-Trichlorophenol 149.1 63.8 234.3
-0.47A -89.02,4,6-Trichlorophenol 98.2 40.0 156.4
-0.07A -1132,4-Dichlorophenol 114.6 48.4 180.8
-0.16A -1142,4-Dimethylphenol 118.6 34.5 202.6

A<19.02,4-Dinitrophenol
-0.51A -33.72,4-Dinitrotoluene 37.5 15.4 59.5
-0.36A -56.42,6-Dichlorophenol 60.7 24.7 96.8
-0.69A -56.52,6-Dinitrotoluene 64.0 31.4 96.7
-1.18A -92.72-Chloronaphthalene 120.9 49.4 192.4
-0.39A -1322-Chlorophenol 144.0 52.6 235.3
0.25A -77.32-Methylnaphthalene 73.0 21.4 124.5

-0.49A -62.82-Methylphenol 71.4 18.9 124.0
A<9.522-Nitrophenol
A<9.523-Methyl & 4-Methylphenol
A<9.524,6-Dinitro-2-methylphenol
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Z-ScoreAnalyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Acceptance

RangeNotes

Units: (ug/L)Organic

A<9.524-Bromophenyl-phenylether
A<9.524-Chloro-3-methylphenol
A<9.524-Chlorophenyl-phenylether
A<9.524-Nitrophenol

-1.39A -93.3Acenaphthene 121.6 60.3 182.8
W (26)0.952Acenaphthylene

-1.04A -82.6Anthracene 99.7 50.4 149.0
-1.06A -40.0Benzo(a)anthracene 48.1 25.1 71.1
-0.51A -26.1Benzo(a)pyrene 29.2 11.0 47.4
-0.37A -80.0Benzo(b)fluoranthene 85.9 38.3 133.5

A<0.952Benzo(g,h,i)perylene
-0.48A -63.9Benzo(k)fluoranthene 72.1 21.1 123.2

A<9.52bis(2-chloroethoxy)methane
-0.79A -33.4bis(2-chloroethyl)ether 40.0 15.0 64.9

A<9.52bis(2-chloroisopropyl)ether
0.20A -58.8Bis(2-ethylhexyl)phthalate 56.3 19.8 92.9
0.52A -65.1Butylbenzylphthalate 56.9 9.9 103.9

-0.91A -19.8Chrysene 23.6 11.1 36.1
-0.12A -57.4Di-n-butylphthalate 58.8 23.4 94.2
0.20A -56.7Di-n-octylphthalate 54.2 16.8 91.6

A<0.952Dibenzo(a,h)anthracene
A<9.52Dibenzofuran

-0.11A -68.9Diethylphthalate 70.9 16.0 125.8
A<9.52Dimethylphthalate

-0.82A -77.4Fluoranthene 88.7 47.7 129.6
-1.24A -72.1Fluorene 89.2 48.0 130.4
-2.38A -25.9Hexachlorobenzene 43.0 21.5 64.4
-0.83A -53.0Hexachlorobutadiene 68.7 12.0 125.3
0.37A -52.2Hexachlorocyclopentadiene 44.6 7.9 106.0

-0.63A -49.4Hexachloroethane 59.9 9.7 110.1
A<0.952Indeno(1,2,3-c,d)pyrene
A<9.52Isophorone

-0.66A -36.6Naphthalene 42.3 16.3 68.3
-0.03A -81.6Nitrobenzene 82.2 33.6 130.7

A<9.52Pentachlorophenol
A<.952Phenanthrene

-1.03A -46.5Phenol 88.6 15.8 211.6
-0.54A -64.6Pyrene 72.5 28.2 116.8
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Notes:

(1) = False Positive

(2) = False Negative

(26) = Check for Error

NOTE: The spiking solution used to create the MAPEP OrW Standard was prepared by a subcontractor and validated by

RESL Chemists. 

Criteria based on FoPT Table for NPW - Jan 1, 2009

A = Result acceptable Z-score  3.0

W = Check reported result for error.

NR = Not Reported
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MAPEP-09-OrW20 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-09-OrW20

(GPLP01) GPL Laboratories, LLLP

7210A Corporate Court

Frederick, MD 21703

Z-ScoreAnalyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Acceptance

RangeNotes

Units: (ug/L)Organic

-NR4,4'-DDD 5.04 2.08 8.00
-NRAldrin 4.74 1.61 7.86
-NRalpha-BHC 9.54 4.77 14.31
-NRDieldrin 9.43 5.02 13.84
-NRHeptachlor 5.24 2.01 8.47

0.19A -88.241,2,4-Trichlorobenzene 84.6 26.8 142.4
0.27A -37.041,2-Dichlorobenzene 34.4 5.1 63.8
0.20A -58.531,3-Dichlorobenzene 55.5 10.7 100.3
0.20A -68.061,4-Dichlorobenzene 64.5 10.0 119.7
0.17A -153.892,4,5-Trichlorophenol 149.1 63.8 234.3
0.38A -105.482,4,6-Trichlorophenol 98.2 40.0 156.4

-0.12A -111.972,4-Dichlorophenol 114.6 48.4 180.8
-0.39A -107.632,4-Dimethylphenol 118.6 34.5 202.6

A<202,4-Dinitrophenol
-0.03A -37.272,4-Dinitrotoluene 37.5 15.4 59.5
-0.12A -59.252,6-Dichlorophenol 60.7 24.7 96.8
-0.21A -61.792,6-Dinitrotoluene 64.0 31.4 96.7
-0.03A -120.32-Chloronaphthalene 120.9 49.4 192.4
-0.93A -115.542-Chlorophenol 144.0 52.6 235.3
0.47A -80.952-Methylnaphthalene 73.0 21.4 124.5

-1.18A -50.822-Methylphenol 71.4 18.9 124.0
A<102-Nitrophenol
A<203-Methyl & 4-Methylphenol
A<204,6-Dinitro-2-methylphenol
A<104-Bromophenyl-phenylether
A<104-Chloro-3-methylphenol
A<104-Chlorophenyl-phenylether
A<204-Nitrophenol

-0.20A -117.49Acenaphthene 121.6 60.3 182.8
A<10Acenaphthylene

-0.50A -91.47Anthracene 99.7 50.4 149.0
-0.86A -41.50Benzo(a)anthracene 48.1 25.1 71.1
0.26A -30.74Benzo(a)pyrene 29.2 11.0 47.4

-0.19A -82.88Benzo(b)fluoranthene 85.9 38.3 133.5
A<10Benzo(g,h,i)perylene

0.13A -74.34Benzo(k)fluoranthene 72.1 21.1 123.2
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Z-ScoreAnalyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Acceptance

RangeNotes

Units: (ug/L)Organic

A<10bis(2-chloroethoxy)methane
0.06A -40.48bis(2-chloroethyl)ether 40.0 15.0 64.9

A<10bis(2-chloroisopropyl)ether
-0.35A -52.06Bis(2-ethylhexyl)phthalate 56.3 19.8 92.9
-0.25A -53.05Butylbenzylphthalate 56.9 9.9 103.9
-0.88A -19.96Chrysene 23.6 11.1 36.1
0.16A -60.65Di-n-butylphthalate 58.8 23.4 94.2
0.04A -54.72Di-n-octylphthalate 54.2 16.8 91.6

A<10Dibenzo(a,h)anthracene
A<10Dibenzofuran

0.10A -72.70Diethylphthalate 70.9 16.0 125.8
A<10Dimethylphthalate

-0.50A -81.88Fluoranthene 88.7 47.7 129.6
-0.34A -84.56Fluorene 89.2 48.0 130.4
-0.85A -36.86Hexachlorobenzene 43.0 21.5 64.4
0.03A -69.13Hexachlorobutadiene 68.7 12.0 125.3
0.16A -47.88Hexachlorocyclopentadiene 44.6 7.9 106.0
0.26A -64.28Hexachloroethane 59.9 9.7 110.1

A<10Indeno(1,2,3-c,d)pyrene
A<10Isophorone

0.27A -44.66Naphthalene 42.3 16.3 68.3
0.80A -95.04Nitrobenzene 82.2 33.6 130.7

A<20Pentachlorophenol
A<10Phenanthrene

-1.33A -33.9Phenol 88.6 15.8 211.6
-0.66A -62.80Pyrene 72.5 28.2 116.8

Notes:

(1) = False Positive

(2) = False Negative

(26) = Check for Error

NOTE: The spiking solution used to create the MAPEP OrW Standard was prepared by a subcontractor and validated by

RESL Chemists. 

Criteria based on FoPT Table for NPW - Jan 1, 2009

A = Result acceptable Z-score  3.0

W = Check reported result for error.

NR = Not Reported
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MAPEP-09-OrW20 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-09-OrW20

(HEAL01) Hall Environmental Analysis Laboratory

4901 Hawkins NE

Albuquerque, NM 87109

Z-ScoreAnalyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Acceptance

RangeNotes

Units: (ug/L)Organic

-0.55A -4.504,4'-DDD 5.04 2.08 8.00
A<0.54,4'-DDE
A<0.54,4'-DDT

-0.24A -4.49Aldrin 4.74 1.61 7.86
-0.88A -8.14alpha-BHC 9.54 4.77 14.31

A<0.5beta-BHC
A<0.5delta-BHC

-0.91A -8.09Dieldrin 9.43 5.02 13.84
A<0.5Endosulfan I
A<0.5Endosulfan II
A<0.5Endosulfan sulfate
A<0.5Endrin
A<0.5Endrin Aldehyde
A<0.5gamma-BHC (Lindane)

0.06A -5.3Heptachlor 5.24 2.01 8.47
A<0.5Heptachlor epoxide
A<0.5Methoxychlor

-0.04A -83.91,2,4-Trichlorobenzene 84.6 26.8 142.4
0.15A -35.81,2-Dichlorobenzene 34.4 5.1 63.8
0.21A -58.71,3-Dichlorobenzene 55.5 10.7 100.3
0.24A -68.81,4-Dichlorobenzene 64.5 10.0 119.7

-0.07A -1472,4,5-Trichlorophenol 149.1 63.8 234.3
0.25A -1032,4,6-Trichlorophenol 98.2 40.0 156.4
0.02A -1152,4-Dichlorophenol 114.6 48.4 180.8

-0.13A -1152,4-Dimethylphenol 118.6 34.5 202.6
A<102,4-Dinitrophenol

0.09A -38.12,4-Dinitrotoluene 37.5 15.4 59.5
-NR2,6-Dichlorophenol 60.7 24.7 96.8

-0.53A -58.32,6-Dinitrotoluene 64.0 31.4 96.7
0.13A -1242-Chloronaphthalene 120.9 49.4 192.4
0.00A -1442-Chlorophenol 144.0 52.6 235.3
0.43A -80.42-Methylnaphthalene 73.0 21.4 124.5
0.18A -74.62-Methylphenol 71.4 18.9 124.0

A<102-Nitrophenol
A<103-Methyl & 4-Methylphenol
A<104,6-Dinitro-2-methylphenol
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Z-ScoreAnalyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Acceptance

RangeNotes

Units: (ug/L)Organic

A<104-Bromophenyl-phenylether
A<104-Chloro-3-methylphenol
A<104-Chlorophenyl-phenylether
A<104-Nitrophenol

-0.27A -116Acenaphthene 121.6 60.3 182.8
A<10Acenaphthylene

-0.37A -93.6Anthracene 99.7 50.4 149.0
-0.71A -42.7Benzo(a)anthracene 48.1 25.1 71.1
-0.24A -27.7Benzo(a)pyrene 29.2 11.0 47.4
-0.46A -78.6Benzo(b)fluoranthene 85.9 38.3 133.5

A<10Benzo(g,h,i)perylene
-0.23A -68.2Benzo(k)fluoranthene 72.1 21.1 123.2

A<10bis(2-chloroethoxy)methane
-0.19A -38.4bis(2-chloroethyl)ether 40.0 15.0 64.9

A<10bis(2-chloroisopropyl)ether
-0.94A -44.9Bis(2-ethylhexyl)phthalate 56.3 19.8 92.9
-0.37A -51.1Butylbenzylphthalate 56.9 9.9 103.9
-0.96A -19.6Chrysene 23.6 11.1 36.1
0.19A -61.1Di-n-butylphthalate 58.8 23.4 94.2

-0.53A -47.6Di-n-octylphthalate 54.2 16.8 91.6
A<10Dibenzo(a,h)anthracene
A<10Dibenzofuran

-0.07A -69.6Diethylphthalate 70.9 16.0 125.8
A<10Dimethylphthalate

-0.12A -87Fluoranthene 88.7 47.7 129.6
-1.18A -72.9Fluorene 89.2 48.0 130.4
-1.85A -29.7Hexachlorobenzene 43.0 21.5 64.4
-0.24A -64.1Hexachlorobutadiene 68.7 12.0 125.3
-0.29A -38.6Hexachlorocyclopentadiene 44.6 7.9 106.0
-0.06A -59Hexachloroethane 59.9 9.7 110.1

A<10Indeno(1,2,3-c,d)pyrene
A<10Isophorone

-0.29A -39.8Naphthalene 42.3 16.3 68.3
-0.07A -81Nitrobenzene 82.2 33.6 130.7

A<10Pentachlorophenol
A<10Phenanthrene

-0.52A -67.5Phenol 88.6 15.8 211.6
-1.15A -55.5Pyrene 72.5 28.2 116.8

 of 59Page 33 Printed 7/6/2009Issued 6/3/2009



MAPEP-09-OrW20 Combined Report

Notes:

(1) = False Positive

(2) = False Negative

(26) = Check for Error

NOTE: The spiking solution used to create the MAPEP OrW Standard was prepared by a subcontractor and validated by

RESL Chemists. 

Criteria based on FoPT Table for NPW - Jan 1, 2009

A = Result acceptable Z-score  3.0

W = Check reported result for error.

NR = Not Reported
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MAPEP-09-OrW20 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-09-OrW20

(MART01) USEC, Inc.

Lab COC, Bldg. X-710, Rm 222

Piketon, OH 45661-

Z-ScoreAnalyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Acceptance

RangeNotes

Units: (ug/L)Organic

-NR4,4'-DDD 5.04 2.08 8.00
-NRAldrin 4.74 1.61 7.86
-NRalpha-BHC 9.54 4.77 14.31
-NRDieldrin 9.43 5.02 13.84
-NRHeptachlor 5.24 2.01 8.47
-NR1,2,4-Trichlorobenzene 84.6 26.8 142.4
-NR1,2-Dichlorobenzene 34.4 5.1 63.8
-NR1,3-Dichlorobenzene 55.5 10.7 100.3
-NR1,4-Dichlorobenzene 64.5 10.0 119.7
-NR2,4,5-Trichlorophenol 149.1 63.8 234.3
-NR2,4,6-Trichlorophenol 98.2 40.0 156.4
-NR2,4-Dichlorophenol 114.6 48.4 180.8
-NR2,4-Dimethylphenol 118.6 34.5 202.6
-NR2,4-Dinitrotoluene 37.5 15.4 59.5
-NR2,6-Dichlorophenol 60.7 24.7 96.8
-NR2,6-Dinitrotoluene 64.0 31.4 96.7
-NR2-Chloronaphthalene 120.9 49.4 192.4
-NR2-Chlorophenol 144.0 52.6 235.3
-NR2-Methylnaphthalene 73.0 21.4 124.5
-NR2-Methylphenol 71.4 18.9 124.0
-NRAcenaphthene 121.6 60.3 182.8
-NRAnthracene 99.7 50.4 149.0
-NRBenzo(a)anthracene 48.1 25.1 71.1
-NRBenzo(a)pyrene 29.2 11.0 47.4
-NRBenzo(b)fluoranthene 85.9 38.3 133.5
-NRBenzo(k)fluoranthene 72.1 21.1 123.2
-NRbis(2-chloroethyl)ether 40.0 15.0 64.9
-NRBis(2-ethylhexyl)phthalate 56.3 19.8 92.9
-NRButylbenzylphthalate 56.9 9.9 103.9
-NRChrysene 23.6 11.1 36.1
-NRDi-n-butylphthalate 58.8 23.4 94.2
-NRDi-n-octylphthalate 54.2 16.8 91.6
-NRDiethylphthalate 70.9 16.0 125.8
-NRFluoranthene 88.7 47.7 129.6
-NRFluorene 89.2 48.0 130.4
-NRHexachlorobenzene 43.0 21.5 64.4
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Z-ScoreAnalyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Acceptance

RangeNotes

Units: (ug/L)Organic

-NRHexachlorobutadiene 68.7 12.0 125.3
-NRHexachlorocyclopentadiene 44.6 7.9 106.0
-NRHexachloroethane 59.9 9.7 110.1
-NRNaphthalene 42.3 16.3 68.3
-NRNitrobenzene 82.2 33.6 130.7
-NRPhenol 88.6 15.8 211.6
-NRPyrene 72.5 28.2 116.8

Notes:

(1) = False Positive

(2) = False Negative

(26) = Check for Error

NOTE: The spiking solution used to create the MAPEP OrW Standard was prepared by a subcontractor and validated by

RESL Chemists. 

Criteria based on FoPT Table for NPW - Jan 1, 2009

A = Result acceptable Z-score  3.0

W = Check reported result for error.

NR = Not Reported
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MAPEP-09-OrW20 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-09-OrW20

(MART02) United States Enrichment Corporation

PO Box 1410

Paducah, KY 42002

Z-ScoreAnalyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Acceptance

RangeNotes

Units: (ug/L)Organic

-NR4,4'-DDD 5.04 2.08 8.00
-NRAldrin 4.74 1.61 7.86
-NRalpha-BHC 9.54 4.77 14.31
-NRDieldrin 9.43 5.02 13.84
-NRHeptachlor 5.24 2.01 8.47

0.80A -1001,2,4-Trichlorobenzene 84.6 26.8 142.4
0.68A -411,2-Dichlorobenzene 34.4 5.1 63.8
0.70A -661,3-Dichlorobenzene 55.5 10.7 100.3
0.68A -771,4-Dichlorobenzene 64.5 10.0 119.7
1.09A -1802,4,5-Trichlorophenol 149.1 63.8 234.3
1.12A -1202,4,6-Trichlorophenol 98.2 40.0 156.4
0.70A -1302,4-Dichlorophenol 114.6 48.4 180.8
0.41A -1302,4-Dimethylphenol 118.6 34.5 202.6

A<52,4-Dinitrophenol
0.35A -402,4-Dinitrotoluene 37.5 15.4 59.5
1.19A -752,6-Dichlorophenol 60.7 24.7 96.8
0.64A -712,6-Dinitrotoluene 64.0 31.4 96.7
1.64A -1602-Chloronaphthalene 120.9 49.4 192.4
0.86A -1702-Chlorophenol 144.0 52.6 235.3
1.57A -1002-Methylnaphthalene 73.0 21.4 124.5
0.32A -772-Methylphenol 71.4 18.9 124.0

A<52-Nitrophenol
A<53-Methyl & 4-Methylphenol
A<54,6-Dinitro-2-methylphenol
A<54-Chloro-3-methylphenol
A<54-Nitrophenol

1.39A -150Acenaphthene 121.6 60.3 182.8
A<5Acenaphthylene

1.24A -120Anthracene 99.7 50.4 149.0
0.64A -53Benzo(a)anthracene 48.1 25.1 71.1
0.47A -32Benzo(a)pyrene 29.2 11.0 47.4
0.38A -92Benzo(b)fluoranthene 85.9 38.3 133.5

A<5Benzo(g,h,i)perylene
0.35A -78Benzo(k)fluoranthene 72.1 21.1 123.2
0.49A -44bis(2-chloroethyl)ether 40.0 15.0 64.9
1.04A -69Bis(2-ethylhexyl)phthalate 56.3 19.8 92.9
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Z-ScoreAnalyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Acceptance

RangeNotes

Units: (ug/L)Organic

0.96A -72Butylbenzylphthalate 56.9 9.9 103.9
0.09A -24Chrysene 23.6 11.1 36.1
1.03A -71Di-n-butylphthalate 58.8 23.4 94.2
0.63A -62Di-n-octylphthalate 54.2 16.8 91.6

A<5Dibenzo(a,h)anthracene
A<5Dibenzofuran

0.60A -82Diethylphthalate 70.9 16.0 125.8
A<5Dimethylphthalate

1.56A -110Fluoranthene 88.7 47.7 129.6
0.79A -100Fluorene 89.2 48.0 130.4
0.57A -47Hexachlorobenzene 43.0 21.5 64.4
0.50A -78Hexachlorobutadiene 68.7 12.0 125.3

-0.96A -25Hexachlorocyclopentadiene 44.6 7.9 106.0
0.54A -69Hexachloroethane 59.9 9.7 110.1

A<5Indeno(1,2,3-c,d)pyrene
A<5Isophorone

1.12A -52Naphthalene 42.3 16.3 68.3
1.10A -100Nitrobenzene 82.2 33.6 130.7

A<5Pentachlorophenol
A<5Phenanthrene

-0.80A -56Phenol 88.6 15.8 211.6
0.91A -86Pyrene 72.5 28.2 116.8

Notes:

(1) = False Positive

(2) = False Negative

(26) = Check for Error

NOTE: The spiking solution used to create the MAPEP OrW Standard was prepared by a subcontractor and validated by

RESL Chemists. 

Criteria based on FoPT Table for NPW - Jan 1, 2009

A = Result acceptable Z-score  3.0

W = Check reported result for error.

NR = Not Reported
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MAPEP-09-OrW20 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-09-OrW20

(NARL01) National Air and Radiation Environmental Laboratory

540 S. Morris Ave.

Montgomery, AL 36115-2601

Z-ScoreAnalyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Acceptance

RangeNotes

Units: (ug/L)Organic

-0.42A -4.634,4'-DDD 5.04 2.08 8.00
1.16A -5.94Aldrin 4.74 1.61 7.86
0.42A -10.2alpha-BHC 9.54 4.77 14.31
0.52A -10.2Dieldrin 9.43 5.02 13.84
0.30A -5.56Heptachlor 5.24 2.01 8.47

-NR1,2,4-Trichlorobenzene 84.6 26.8 142.4
-NR1,2-Dichlorobenzene 34.4 5.1 63.8
-NR1,3-Dichlorobenzene 55.5 10.7 100.3
-NR1,4-Dichlorobenzene 64.5 10.0 119.7
-NR2,4,5-Trichlorophenol 149.1 63.8 234.3
-NR2,4,6-Trichlorophenol 98.2 40.0 156.4
-NR2,4-Dichlorophenol 114.6 48.4 180.8
-NR2,4-Dimethylphenol 118.6 34.5 202.6
-NR2,4-Dinitrotoluene 37.5 15.4 59.5
-NR2,6-Dichlorophenol 60.7 24.7 96.8
-NR2,6-Dinitrotoluene 64.0 31.4 96.7
-NR2-Chloronaphthalene 120.9 49.4 192.4
-NR2-Chlorophenol 144.0 52.6 235.3
-NR2-Methylnaphthalene 73.0 21.4 124.5
-NR2-Methylphenol 71.4 18.9 124.0
-NRAcenaphthene 121.6 60.3 182.8
-NRAnthracene 99.7 50.4 149.0
-NRBenzo(a)anthracene 48.1 25.1 71.1
-NRBenzo(a)pyrene 29.2 11.0 47.4
-NRBenzo(b)fluoranthene 85.9 38.3 133.5
-NRBenzo(k)fluoranthene 72.1 21.1 123.2
-NRbis(2-chloroethyl)ether 40.0 15.0 64.9
-NRBis(2-ethylhexyl)phthalate 56.3 19.8 92.9
-NRButylbenzylphthalate 56.9 9.9 103.9
-NRChrysene 23.6 11.1 36.1
-NRDi-n-butylphthalate 58.8 23.4 94.2
-NRDi-n-octylphthalate 54.2 16.8 91.6
-NRDiethylphthalate 70.9 16.0 125.8
-NRFluoranthene 88.7 47.7 129.6
-NRFluorene 89.2 48.0 130.4
-NRHexachlorobenzene 43.0 21.5 64.4
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Z-ScoreAnalyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Acceptance

RangeNotes

Units: (ug/L)Organic

-NRHexachlorobutadiene 68.7 12.0 125.3
-NRHexachlorocyclopentadiene 44.6 7.9 106.0
-NRHexachloroethane 59.9 9.7 110.1
-NRNaphthalene 42.3 16.3 68.3
-NRNitrobenzene 82.2 33.6 130.7
-NRPhenol 88.6 15.8 211.6
-NRPyrene 72.5 28.2 116.8

Notes:

(1) = False Positive

(2) = False Negative

(26) = Check for Error

NOTE: The spiking solution used to create the MAPEP OrW Standard was prepared by a subcontractor and validated by

RESL Chemists. 

Criteria based on FoPT Table for NPW - Jan 1, 2009

A = Result acceptable Z-score  3.0

W = Check reported result for error.

NR = Not Reported

 of 59Page 40 Printed 7/6/2009Issued 6/3/2009



MAPEP-09-OrW20 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-09-OrW20

(NMLA01) Assaigai Analytical Laboratories, Inc.

4301 Masthead NE Ste. A

Albuquerque, NM 87109

Z-ScoreAnalyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Acceptance

RangeNotes

Units: (ug/L)Organic

N (2) -< 0.94,4'-DDD 5.04 2.08 8.00
A< 0.94,4'-DDE
A< 0.94,4'-DDT

-3.65N -0.931Aldrin 4.74 1.61 7.86
-2.64A -5.34alpha-BHC 9.54 4.77 14.31

A< 0.9beta-BHC
A< 0.9delta-BHC

-3.99N -3.56Dieldrin 9.43 5.02 13.84
A< 0.9Endosulfan I
A< 0.9Endosulfan II
A< 0.9Endosulfan sulfate
A< 0.9Endrin
A< 0.9Endrin Aldehyde
A< 0.9gamma-BHC (Lindane)

-3.17N -1.83Heptachlor 5.24 2.01 8.47
A< 0.9Heptachlor epoxide
A< 1.8Methoxychlor

0.01A -84.81,2,4-Trichlorobenzene 84.6 26.8 142.4
0.02A -34.61,2-Dichlorobenzene 34.4 5.1 63.8

-0.02A -55.21,3-Dichlorobenzene 55.5 10.7 100.3
-0.06A -63.31,4-Dichlorobenzene 64.5 10.0 119.7
-0.21A -1432,4,5-Trichlorophenol 149.1 63.8 234.3
-0.04A -97.42,4,6-Trichlorophenol 98.2 40.0 156.4
-0.26A -1092,4-Dichlorophenol 114.6 48.4 180.8
-1.60A -73.92,4-Dimethylphenol 118.6 34.5 202.6

A< 20.02,4-Dinitrophenol
0.20A -38.92,4-Dinitrotoluene 37.5 15.4 59.5

-NR2,6-Dichlorophenol 60.7 24.7 96.8
0.06A -64.72,6-Dinitrotoluene 64.0 31.4 96.7
0.01A -1212-Chloronaphthalene 120.9 49.4 192.4

-0.85A -1182-Chlorophenol 144.0 52.6 235.3
0.59A -83.02-Methylnaphthalene 73.0 21.4 124.5

-0.97A -54.52-Methylphenol 71.4 18.9 124.0
A< 10.02-Nitrophenol
A< 10.03-Methyl & 4-Methylphenol
A< 20.04,6-Dinitro-2-methylphenol
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Z-ScoreAnalyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Acceptance

RangeNotes

Units: (ug/L)Organic

A< 2.04-Bromophenyl-phenylether
A< 10.04-Chloro-3-methylphenol
A< 2.04-Chlorophenyl-phenylether
A< 20.04-Nitrophenol

-0.13A -119Acenaphthene 121.6 60.3 182.8
A< 2.0Acenaphthylene

-0.41A -93.0Anthracene 99.7 50.4 149.0
-2.13A -31.8Benzo(a)anthracene 48.1 25.1 71.1
-2.58A -13.5Benzo(a)pyrene 29.2 11.0 47.4
-2.36A -48.5Benzo(b)fluoranthene 85.9 38.3 133.5

A< 2.0Benzo(g,h,i)perylene
-1.96A -38.8Benzo(k)fluoranthene 72.1 21.1 123.2

A< 2.0bis(2-chloroethoxy)methane
-0.40A -36.6bis(2-chloroethyl)ether 40.0 15.0 64.9

A< 10.0bis(2-chloroisopropyl)ether
-1.78A -34.6Bis(2-ethylhexyl)phthalate 56.3 19.8 92.9
-0.44A -50.0Butylbenzylphthalate 56.9 9.9 103.9
-2.14A -14.7Chrysene 23.6 11.1 36.1
-0.19A -56.6Di-n-butylphthalate 58.8 23.4 94.2
-2.22A -26.5Di-n-octylphthalate 54.2 16.8 91.6

A< 2.0Dibenzo(a,h)anthracene
A< 2.0Dibenzofuran

0.37A -77.7Diethylphthalate 70.9 16.0 125.8
A< 2.0Dimethylphthalate

-0.64A -79.9Fluoranthene 88.7 47.7 129.6
0.11A -90.7Fluorene 89.2 48.0 130.4

N (2) -< 20.0Hexachlorobenzene 43.0 21.5 64.4
-0.15A -65.8Hexachlorobutadiene 68.7 12.0 125.3
-0.53A -33.7Hexachlorocyclopentadiene 44.6 7.9 106.0
-0.34A -54.3Hexachloroethane 59.9 9.7 110.1

A< 2.0Indeno(1,2,3-c,d)pyrene
A< 2.0Isophorone

-0.12A -41.3Naphthalene 42.3 16.3 68.3
-0.13A -80.0Nitrobenzene 82.2 33.6 130.7

A< 80.0Pentachlorophenol
A< 2.0Phenanthrene

-1.06A -45.3Phenol 88.6 15.8 211.6
-1.35A -52.5Pyrene 72.5 28.2 116.8
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Notes:

(1) = False Positive

(2) = False Negative

(26) = Check for Error

NOTE: The spiking solution used to create the MAPEP OrW Standard was prepared by a subcontractor and validated by

RESL Chemists. 

Criteria based on FoPT Table for NPW - Jan 1, 2009

A = Result acceptable Z-score  3.0

W = Check reported result for error.

NR = Not Reported
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MAPEP-09-OrW20 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-09-OrW20

(OBGL01) Life Science Laboratories, Inc.

5000 Brittonfield Pkwy, Ste. 200

East Syracuse, NY 13057

Z-ScoreAnalyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Acceptance

RangeNotes

Units: (ug/L)Organic

-NR4,4'-DDD 5.04 2.08 8.00
-NRAldrin 4.74 1.61 7.86
-NRalpha-BHC 9.54 4.77 14.31
-NRDieldrin 9.43 5.02 13.84
-NRHeptachlor 5.24 2.01 8.47

0.49A -941,2,4-Trichlorobenzene 84.6 26.8 142.4
1.19A -461,2-Dichlorobenzene 34.4 5.1 63.8
0.90A -691,3-Dichlorobenzene 55.5 10.7 100.3
0.90A -811,4-Dichlorobenzene 64.5 10.0 119.7
0.39A -1602,4,5-Trichlorophenol 149.1 63.8 234.3
1.12A -1202,4,6-Trichlorophenol 98.2 40.0 156.4
0.24A -1202,4-Dichlorophenol 114.6 48.4 180.8
0.77A -1402,4-Dimethylphenol 118.6 34.5 202.6

A<482,4-Dinitrophenol
1.03A -452,4-Dinitrotoluene 37.5 15.4 59.5

-NR2,6-Dichlorophenol 60.7 24.7 96.8
0.83A -732,6-Dinitrotoluene 64.0 31.4 96.7

-0.04A -1202-Chloronaphthalene 120.9 49.4 192.4
0.86A -1702-Chlorophenol 144.0 52.6 235.3
0.99A -902-Methylnaphthalene 73.0 21.4 124.5
1.34A -952-Methylphenol 71.4 18.9 124.0

A<9.52-Nitrophenol
A<9.53-Methyl & 4-Methylphenol
A<9.54,6-Dinitro-2-methylphenol
A<9.54-Bromophenyl-phenylether
A<9.54-Chloro-3-methylphenol
A<9.54-Chlorophenyl-phenylether
A<484-Nitrophenol

0.41A -130Acenaphthene 121.6 60.3 182.8
A<9.5Acenaphthylene

-0.10A -98Anthracene 99.7 50.4 149.0
0.51A -52Benzo(a)anthracene 48.1 25.1 71.1
0.30A -31Benzo(a)pyrene 29.2 11.0 47.4
0.89A -100Benzo(b)fluoranthene 85.9 38.3 133.5

A<9.5Benzo(g,h,i)perylene
0.82A -86Benzo(k)fluoranthene 72.1 21.1 123.2
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Z-ScoreAnalyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Acceptance

RangeNotes

Units: (ug/L)Organic

A<9.5bis(2-chloroethoxy)methane
0.73A -46bis(2-chloroethyl)ether 40.0 15.0 64.9

A<9.5bis(2-chloroisopropyl)ether
0.88A -67Bis(2-ethylhexyl)phthalate 56.3 19.8 92.9
0.58A -66Butylbenzylphthalate 56.9 9.9 103.9

-0.15A -23Chrysene 23.6 11.1 36.1
0.78A -68Di-n-butylphthalate 58.8 23.4 94.2
0.23A -57Di-n-octylphthalate 54.2 16.8 91.6

A<9.5Dibenzo(a,h)anthracene
A<9.5Dibenzofuran

1.04A -90Diethylphthalate 70.9 16.0 125.8
A<9.5Dimethylphthalate

0.39A -94Fluoranthene 88.7 47.7 129.6
3.70N -140Fluorene 89.2 48.0 130.4

-0.97A -36Hexachlorobenzene 43.0 21.5 64.4
1.08A -89Hexachlorobutadiene 68.7 12.0 125.3

-0.47A -35Hexachlorocyclopentadiene 44.6 7.9 106.0
1.56A -86Hexachloroethane 59.9 9.7 110.1

A<9.5Indeno(1,2,3-c,d)pyrene
A<9.5Isophorone

1.12A -52Naphthalene 42.3 16.3 68.3
1.10A -100Nitrobenzene 82.2 33.6 130.7

A<48Pentachlorophenol
A<9.5Phenanthrene

1.01A -130Phenol 88.6 15.8 211.6
0.17A -75Pyrene 72.5 28.2 116.8

Notes:

(1) = False Positive

(2) = False Negative

(26) = Check for Error

NOTE: The spiking solution used to create the MAPEP OrW Standard was prepared by a subcontractor and validated by

RESL Chemists. 

Criteria based on FoPT Table for NPW - Jan 1, 2009

A = Result acceptable Z-score  3.0

W = Check reported result for error.

NR = Not Reported
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MAPEP-09-OrW20 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-09-OrW20

(OTLI01) Outreach Technologies, Inc.

311 N. Aspen

Broken Arrow, OK 74012-

Z-ScoreAnalyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Acceptance

RangeNotes

Units: (ug/L)Organic

-NR4,4'-DDD 5.04 2.08 8.00
-0.64A -4.07Aldrin 4.74 1.61 7.86
-2.06A -6.27alpha-BHC 9.54 4.77 14.31

W (26)0.19beta-BHC
-NRDieldrin 9.43 5.02 13.84

A<.1gamma-BHC (Lindane)
-1.52A -3.60Heptachlor 5.24 2.01 8.47

-NR1,2,4-Trichlorobenzene 84.6 26.8 142.4
-NR1,2-Dichlorobenzene 34.4 5.1 63.8
-NR1,3-Dichlorobenzene 55.5 10.7 100.3
-NR1,4-Dichlorobenzene 64.5 10.0 119.7
-NR2,4,5-Trichlorophenol 149.1 63.8 234.3
-NR2,4,6-Trichlorophenol 98.2 40.0 156.4
-NR2,4-Dichlorophenol 114.6 48.4 180.8
-NR2,4-Dimethylphenol 118.6 34.5 202.6
-NR2,4-Dinitrotoluene 37.5 15.4 59.5
-NR2,6-Dichlorophenol 60.7 24.7 96.8
-NR2,6-Dinitrotoluene 64.0 31.4 96.7
-NR2-Chloronaphthalene 120.9 49.4 192.4
-NR2-Chlorophenol 144.0 52.6 235.3
-NR2-Methylnaphthalene 73.0 21.4 124.5
-NR2-Methylphenol 71.4 18.9 124.0
-NRAcenaphthene 121.6 60.3 182.8
-NRAnthracene 99.7 50.4 149.0
-NRBenzo(a)anthracene 48.1 25.1 71.1
-NRBenzo(a)pyrene 29.2 11.0 47.4
-NRBenzo(b)fluoranthene 85.9 38.3 133.5
-NRBenzo(k)fluoranthene 72.1 21.1 123.2
-NRbis(2-chloroethyl)ether 40.0 15.0 64.9
-NRBis(2-ethylhexyl)phthalate 56.3 19.8 92.9
-NRButylbenzylphthalate 56.9 9.9 103.9
-NRChrysene 23.6 11.1 36.1
-NRDi-n-butylphthalate 58.8 23.4 94.2
-NRDi-n-octylphthalate 54.2 16.8 91.6
-NRDiethylphthalate 70.9 16.0 125.8
-NRFluoranthene 88.7 47.7 129.6
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Z-ScoreAnalyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Acceptance

RangeNotes

Units: (ug/L)Organic

-NRFluorene 89.2 48.0 130.4
-NRHexachlorobenzene 43.0 21.5 64.4
-NRHexachlorobutadiene 68.7 12.0 125.3
-NRHexachlorocyclopentadiene 44.6 7.9 106.0
-NRHexachloroethane 59.9 9.7 110.1
-NRNaphthalene 42.3 16.3 68.3
-NRNitrobenzene 82.2 33.6 130.7
-NRPhenol 88.6 15.8 211.6
-NRPyrene 72.5 28.2 116.8

Notes:

(1) = False Positive

(2) = False Negative

(26) = Check for Error

NOTE: The spiking solution used to create the MAPEP OrW Standard was prepared by a subcontractor and validated by

RESL Chemists. 

Criteria based on FoPT Table for NPW - Jan 1, 2009

A = Result acceptable Z-score  3.0

W = Check reported result for error.

NR = Not Reported
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MAPEP-09-OrW20 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-09-OrW20

(QUAN01) TestAmerica St. Louis

13715 Rider Trail North

Earth City, MO 63045-

Z-ScoreAnalyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Acceptance

RangeNotes

Units: (ug/L)Organic

-0.01A -5.034,4'-DDD 5.04 2.08 8.00
A< 0.104,4'-DDE
A< 0.104,4'-DDT

0.10A -4.84Aldrin 4.74 1.61 7.86
0.79A -10.8alpha-BHC 9.54 4.77 14.31

A< 0.10beta-BHC
A< 0.10delta-BHC

0.52A -10.2Dieldrin 9.43 5.02 13.84
A< 0.10Endosulfan I
A< 0.10Endosulfan II
A< 0.10Endosulfan sulfate
A< 0.10Endrin
A< 0.10Endrin Aldehyde
A< 0.10gamma-BHC (Lindane)

0.10A -5.35Heptachlor 5.24 2.01 8.47
A< 0.10Heptachlor epoxide
A< 0.20Methoxychlor

-0.89A -67.41,2,4-Trichlorobenzene 84.6 26.8 142.4
-0.53A -29.21,2-Dichlorobenzene 34.4 5.1 63.8
-0.52A -47.81,3-Dichlorobenzene 55.5 10.7 100.3
-0.52A -54.91,4-Dichlorobenzene 64.5 10.0 119.7
-1.59A -1042,4,5-Trichlorophenol 149.1 63.8 234.3
-1.48A -69.52,4,6-Trichlorophenol 98.2 40.0 156.4
-1.38A -84.22,4-Dichlorophenol 114.6 48.4 180.8
-0.99A -90.82,4-Dimethylphenol 118.6 34.5 202.6

A< 1002,4-Dinitrophenol
-1.48A -26.62,4-Dinitrotoluene 37.5 15.4 59.5
-0.83A -50.82,6-Dichlorophenol 60.7 24.7 96.8
-1.77A -44.82,6-Dinitrotoluene 64.0 31.4 96.7
-1.18A -92.82-Chloronaphthalene 120.9 49.4 192.4
-1.21A -1072-Chlorophenol 144.0 52.6 235.3
-0.55A -63.62-Methylnaphthalene 73.0 21.4 124.5
-0.82A -57.02-Methylphenol 71.4 18.9 124.0

A< 20.02-Nitrophenol
A< 40.03-Methyl & 4-Methylphenol
A< 1004,6-Dinitro-2-methylphenol
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MAPEP-09-OrW20 Combined Report

Z-ScoreAnalyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Acceptance

RangeNotes

Units: (ug/L)Organic

A< 20.04-Bromophenyl-phenylether
A< 20.04-Chloro-3-methylphenol
A< 20.04-Chlorophenyl-phenylether
A< 1004-Nitrophenol

-1.57A -89.5Acenaphthene 121.6 60.3 182.8
A< 20.0Acenaphthylene

-2.83A -53.2Anthracene 99.7 50.4 149.0
-3.35N -22.4Benzo(a)anthracene 48.1 25.1 71.1
-2.60A -13.4Benzo(a)pyrene 29.2 11.0 47.4
-2.88A -40.2Benzo(b)fluoranthene 85.9 38.3 133.5

A< 20.0Benzo(g,h,i)perylene
-2.35A -32.1Benzo(k)fluoranthene 72.1 21.1 123.2

A< 20.0bis(2-chloroethoxy)methane
-1.52A -27.3bis(2-chloroethyl)ether 40.0 15.0 64.9

A< 20.0bis(2-chloroisopropyl)ether
-2.56A -25.1Bis(2-ethylhexyl)phthalate 56.3 19.8 92.9
-1.09A -39.8Butylbenzylphthalate 56.9 9.9 103.9
-3.05N -10.9Chrysene 23.6 11.1 36.1
-1.55A -40.5Di-n-butylphthalate 58.8 23.4 94.2
-2.54A -22.5Di-n-octylphthalate 54.2 16.8 91.6

A< 20.0Dibenzo(a,h)anthracene
A< 20.0Dibenzofuran

-0.81A -56.2Diethylphthalate 70.9 16.0 125.8
A< 20.0Dimethylphthalate

-2.68A -52.0Fluoranthene 88.7 47.7 129.6
-1.89A -63.2Fluorene 89.2 48.0 130.4
-3.96N -14.6Hexachlorobenzene 43.0 21.5 64.4
-0.82A -53.2Hexachlorobutadiene 68.7 12.0 125.3
-0.07A -43.1Hexachlorocyclopentadiene 44.6 7.9 106.0
-0.53A -51.1Hexachloroethane 59.9 9.7 110.1

A< 20.0Indeno(1,2,3-c,d)pyrene
A< 20.0Isophorone

-0.97A -33.9Naphthalene 42.3 16.3 68.3
-0.90A -67.6Nitrobenzene 82.2 33.6 130.7

A< 100Pentachlorophenol
A< 20.0Phenanthrene

-0.73A -58.7Phenol 88.6 15.8 211.6
-2.09A -41.7Pyrene 72.5 28.2 116.8
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Notes:

(1) = False Positive

(2) = False Negative

(26) = Check for Error

NOTE: The spiking solution used to create the MAPEP OrW Standard was prepared by a subcontractor and validated by

RESL Chemists. 

Criteria based on FoPT Table for NPW - Jan 1, 2009

A = Result acceptable Z-score  3.0

W = Check reported result for error.

NR = Not Reported
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MAPEP-09-OrW20 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-09-OrW20

(QUAN02) TestAmerica Knoxville

5815 Middlebrook Pike

Knoxville, TN 37921-

Z-ScoreAnalyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Acceptance

RangeNotes

Units: (ug/L)Organic

-1.52A -3.544,4'-DDD 5.04 2.08 8.00
A<1.004,4'-DDE
A<1.004,4'-DDT

-1.31A -3.37Aldrin 4.74 1.61 7.86
1.04A -11.2alpha-BHC 9.54 4.77 14.31

A<1.00beta-BHC
A<1.00delta-BHC

-0.13A -9.24Dieldrin 9.43 5.02 13.84
A<1.00Endosulfan I
A<1.00Endosulfan II
A<1.00Endosulfan sulfate
A<1.00Endrin
A<1.00Endrin Aldehyde
A<1.00gamma-BHC (Lindane)

-0.60A -4.59Heptachlor 5.24 2.01 8.47
A<1.00Heptachlor epoxide
A<2.00Methoxychlor

-0.62A -72.71,2,4-Trichlorobenzene 84.6 26.8 142.4
-0.26A -31.81,2-Dichlorobenzene 34.4 5.1 63.8
-0.21A -52.41,3-Dichlorobenzene 55.5 10.7 100.3
-0.19A -61.01,4-Dichlorobenzene 64.5 10.0 119.7
-0.74A -1282,4,5-Trichlorophenol 149.1 63.8 234.3
-0.72A -84.22,4,6-Trichlorophenol 98.2 40.0 156.4
-0.68A -99.72,4-Dichlorophenol 114.6 48.4 180.8
-0.66A -1002,4-Dimethylphenol 118.6 34.5 202.6

A<50.02,4-Dinitrophenol
-1.07A -29.62,4-Dinitrotoluene 37.5 15.4 59.5
-0.26A -57.62,6-Dichlorophenol 60.7 24.7 96.8
-1.11A -52.02,6-Dinitrotoluene 64.0 31.4 96.7
-0.63A -1062-Chloronaphthalene 120.9 49.4 192.4
-0.72A -1222-Chlorophenol 144.0 52.6 235.3
-0.01A -72.82-Methylnaphthalene 73.0 21.4 124.5
0.00A -71.52-Methylphenol 71.4 18.9 124.0

A<10.02-Nitrophenol
A<10.03-Methyl & 4-Methylphenol
A<50.04,6-Dinitro-2-methylphenol
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Z-ScoreAnalyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Acceptance

RangeNotes

Units: (ug/L)Organic

A<10.04-Bromophenyl-phenylether
A<10.04-Chloro-3-methylphenol
A<10.04-Chlorophenyl-phenylether
A<50.04-Nitrophenol

-0.62A -109Acenaphthene 121.6 60.3 182.8
A<10.0Acenaphthylene

-0.34A -94.1Anthracene 99.7 50.4 149.0
-0.24A -46.3Benzo(a)anthracene 48.1 25.1 71.1
-0.65A -25.2Benzo(a)pyrene 29.2 11.0 47.4
0.03A -86.4Benzo(b)fluoranthene 85.9 38.3 133.5

A<10.0Benzo(g,h,i)perylene
-0.56A -62.6Benzo(k)fluoranthene 72.1 21.1 123.2

A<10.0bis(2-chloroethoxy)methane
-0.54A -35.5bis(2-chloroethyl)ether 40.0 15.0 64.9

A<10.0bis(2-chloroisopropyl)ether
-0.28A -52.9Bis(2-ethylhexyl)phthalate 56.3 19.8 92.9
-0.16A -54.4Butylbenzylphthalate 56.9 9.9 103.9
-0.63A -21.0Chrysene 23.6 11.1 36.1
0.18A -60.9Di-n-butylphthalate 58.8 23.4 94.2

-0.47A -48.3Di-n-octylphthalate 54.2 16.8 91.6
A<10.0Dibenzo(a,h)anthracene
A<10.0Dibenzofuran

0.17A -74.0Diethylphthalate 70.9 16.0 125.8
A<10.0Dimethylphthalate

-0.05A -88.0Fluoranthene 88.7 47.7 129.6
-0.37A -84.1Fluorene 89.2 48.0 130.4
-1.10A -35.1Hexachlorobenzene 43.0 21.5 64.4
-0.66A -56.2Hexachlorobutadiene 68.7 12.0 125.3
-0.64A -31.5Hexachlorocyclopentadiene 44.6 7.9 106.0
0.04A -60.5Hexachloroethane 59.9 9.7 110.1

A<10.0Indeno(1,2,3-c,d)pyrene
A<10.0Isophorone

-0.57A -37.4Naphthalene 42.3 16.3 68.3
-0.37A -76.2Nitrobenzene 82.2 33.6 130.7

A<50.0Pentachlorophenol
A<10.0Phenanthrene

0.47A -108Phenol 88.6 15.8 211.6
-0.13A -70.6Pyrene 72.5 28.2 116.8
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Notes:

(1) = False Positive

(2) = False Negative

(26) = Check for Error

NOTE: The spiking solution used to create the MAPEP OrW Standard was prepared by a subcontractor and validated by

RESL Chemists. 

Criteria based on FoPT Table for NPW - Jan 1, 2009

A = Result acceptable Z-score  3.0

W = Check reported result for error.

NR = Not Reported
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MAPEP-09-OrW20 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-09-OrW20

(SOUT01) Southwest Research Institute

6220 Culebra Rd.

San Antonio, TX 78228-0510

Z-ScoreAnalyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Acceptance

RangeNotes

Units: (ug/L)Organic

-NR4,4'-DDD 5.04 2.08 8.00
-NRAldrin 4.74 1.61 7.86
-NRalpha-BHC 9.54 4.77 14.31
-NRDieldrin 9.43 5.02 13.84
-NRHeptachlor 5.24 2.01 8.47

-0.17A -81.31,2,4-Trichlorobenzene 84.6 26.8 142.4
0.25A -36.81,2-Dichlorobenzene 34.4 5.1 63.8
0.27A -59.61,3-Dichlorobenzene 55.5 10.7 100.3
0.02A -64.91,4-Dichlorobenzene 64.5 10.0 119.7
0.70A -1692,4,5-Trichlorophenol 149.1 63.8 234.3
0.76A -1132,4,6-Trichlorophenol 98.2 40.0 156.4
0.15A -1182,4-Dichlorophenol 114.6 48.4 180.8

-0.23A -1122,4-Dimethylphenol 118.6 34.5 202.6
A<5.002,4-Dinitrophenol

3.50N -63.22,4-Dinitrotoluene 37.5 15.4 59.5
-NR2,6-Dichlorophenol 60.7 24.7 96.8

-0.08A -63.22,6-Dinitrotoluene 64.0 31.4 96.7
0.26A -1272-Chloronaphthalene 120.9 49.4 192.4

-0.03A -1432-Chlorophenol 144.0 52.6 235.3
N (2) -<5.002-Methylnaphthalene 73.0 21.4 124.5

0.45A -79.32-Methylphenol 71.4 18.9 124.0
A<5.002-Nitrophenol
A<5.003-Methyl & 4-Methylphenol
A<5.004,6-Dinitro-2-methylphenol
A<5.004-Bromophenyl-phenylether
A<5.004-Chloro-3-methylphenol
A<5.004-Chlorophenyl-phenylether
A<5.004-Nitrophenol

-0.08A -120Acenaphthene 121.6 60.3 182.8
A<5.00Acenaphthylene

-0.83A -86.1Anthracene 99.7 50.4 149.0
-0.95A -40.8Benzo(a)anthracene 48.1 25.1 71.1
-0.74A -24.7Benzo(a)pyrene 29.2 11.0 47.4
-0.90A -71.6Benzo(b)fluoranthene 85.9 38.3 133.5

A<5.00Benzo(g,h,i)perylene
-0.21A -68.5Benzo(k)fluoranthene 72.1 21.1 123.2
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Z-ScoreAnalyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Acceptance

RangeNotes

Units: (ug/L)Organic

A<5.00bis(2-chloroethoxy)methane
-0.15A -38.7bis(2-chloroethyl)ether 40.0 15.0 64.9

A<5.00bis(2-chloroisopropyl)ether
-0.35A -52.1Bis(2-ethylhexyl)phthalate 56.3 19.8 92.9
0.10A -58.5Butylbenzylphthalate 56.9 9.9 103.9

-0.91A -19.8Chrysene 23.6 11.1 36.1
0.18A -60.9Di-n-butylphthalate 58.8 23.4 94.2

-0.37A -49.6Di-n-octylphthalate 54.2 16.8 91.6
A<5.00Dibenzo(a,h)anthracene
A<5.00Dibenzofuran

0.27A -75.9Diethylphthalate 70.9 16.0 125.8
A<5.00Dimethylphthalate

-0.33A -84.2Fluoranthene 88.7 47.7 129.6
-0.27A -85.5Fluorene 89.2 48.0 130.4
-1.35A -33.3Hexachlorobenzene 43.0 21.5 64.4
-0.05A -67.8Hexachlorobutadiene 68.7 12.0 125.3
1.33A -71.7Hexachlorocyclopentadiene 44.6 7.9 106.0
0.15A -62.5Hexachloroethane 59.9 9.7 110.1

A<5.00Indeno(1,2,3-c,d)pyrene
A<5.00Isophorone

0.04A -42.7Naphthalene 42.3 16.3 68.3
-0.10A -80.6Nitrobenzene 82.2 33.6 130.7

A<5.00Pentachlorophenol
A<5.00Phenanthrene

-0.33A -75.1Phenol 88.6 15.8 211.6
-0.40A -66.6Pyrene 72.5 28.2 116.8

Notes:

(1) = False Positive

(2) = False Negative

(26) = Check for Error

NOTE: The spiking solution used to create the MAPEP OrW Standard was prepared by a subcontractor and validated by

RESL Chemists. 

Criteria based on FoPT Table for NPW - Jan 1, 2009

A = Result acceptable Z-score  3.0

W = Check reported result for error.

NR = Not Reported
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MAPEP-09-OrW20 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-09-OrW20

(WEST01) Lionville Laboratory

264 Welsh Pool Road

Exton, PA 19341-1313

Z-ScoreAnalyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Acceptance

RangeNotes

Units: (ug/L)Organic

-NR4,4'-DDD 5.04 2.08 8.00
-NRAldrin 4.74 1.61 7.86
-NRalpha-BHC 9.54 4.77 14.31
-NRDieldrin 9.43 5.02 13.84
-NRHeptachlor 5.24 2.01 8.47

-0.37A -77.51,2,4-Trichlorobenzene 84.6 26.8 142.4
0.41A -38.41,2-Dichlorobenzene 34.4 5.1 63.8
0.63A -64.91,3-Dichlorobenzene 55.5 10.7 100.3
0.55A -74.61,4-Dichlorobenzene 64.5 10.0 119.7

-0.71A -1292,4,5-Trichlorophenol 149.1 63.8 234.3
-0.67A -85.22,4,6-Trichlorophenol 98.2 40.0 156.4
-0.48A -1042,4-Dichlorophenol 114.6 48.4 180.8
-1.76A -69.42,4-Dimethylphenol 118.6 34.5 202.6

A<152,4-Dinitrophenol
-0.01A -37.42,4-Dinitrotoluene 37.5 15.4 59.5
0.76A -69.82,6-Dichlorophenol 60.7 24.7 96.8

-0.24A -61.42,6-Dinitrotoluene 64.0 31.4 96.7
-0.16A -1172-Chloronaphthalene 120.9 49.4 192.4
-0.29A -1352-Chlorophenol 144.0 52.6 235.3
0.29A -78.02-Methylnaphthalene 73.0 21.4 124.5

-0.20A -68.02-Methylphenol 71.4 18.9 124.0
A<16.02-Nitrophenol
A<5.003-Methyl & 4-Methylphenol
A<14.04,6-Dinitro-2-methylphenol
A<8.104-Bromophenyl-phenylether
A<10.04-Chloro-3-methylphenol
A<9.904-Chlorophenyl-phenylether
A<10.04-Nitrophenol

-0.32A -115Acenaphthene 121.6 60.3 182.8
A<3.00Acenaphthylene

-0.95A -84.1Anthracene 99.7 50.4 149.0
-0.30A -45.8Benzo(a)anthracene 48.1 25.1 71.1
-1.21A -21.8Benzo(a)pyrene 29.2 11.0 47.4
-0.29A -81.3Benzo(b)fluoranthene 85.9 38.3 133.5

A<2.90Benzo(g,h,i)perylene
0.18A -75.2Benzo(k)fluoranthene 72.1 21.1 123.2
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Z-ScoreAnalyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Acceptance

RangeNotes

Units: (ug/L)Organic

A<3.60bis(2-chloroethoxy)methane
-0.21A -38.2bis(2-chloroethyl)ether 40.0 15.0 64.9

A<9.60bis(2-chloroisopropyl)ether
0.11A -57.7Bis(2-ethylhexyl)phthalate 56.3 19.8 92.9
0.28A -61.3Butylbenzylphthalate 56.9 9.9 103.9

-0.67A -20.8Chrysene 23.6 11.1 36.1
0.37A -63.2Di-n-butylphthalate 58.8 23.4 94.2
0.16A -56.1Di-n-octylphthalate 54.2 16.8 91.6

A<4.90Dibenzo(a,h)anthracene
A<11.0Dibenzofuran

0.45A -79.2Diethylphthalate 70.9 16.0 125.8
A<10.0Dimethylphthalate

-0.74A -78.6Fluoranthene 88.7 47.7 129.6
-0.75A -78.9Fluorene 89.2 48.0 130.4
-2.90A -22.2Hexachlorobenzene 43.0 21.5 64.4
0.46A -77.4Hexachlorobutadiene 68.7 12.0 125.3

N (2) -<10.0Hexachlorocyclopentadiene 44.6 7.9 106.0
0.55A -69.1Hexachloroethane 59.9 9.7 110.1

A<4.30Indeno(1,2,3-c,d)pyrene
A<13.0Isophorone

-0.08A -41.6Naphthalene 42.3 16.3 68.3
-0.26A -77.9Nitrobenzene 82.2 33.6 130.7

A<11.0Pentachlorophenol
A<15.0Phenanthrene

0.67A -116Phenol 88.6 15.8 211.6
-0.77A -61.1Pyrene 72.5 28.2 116.8

Notes:

(1) = False Positive

(2) = False Negative

(26) = Check for Error

NOTE: The spiking solution used to create the MAPEP OrW Standard was prepared by a subcontractor and validated by

RESL Chemists. 

Criteria based on FoPT Table for NPW - Jan 1, 2009

A = Result acceptable Z-score  3.0

W = Check reported result for error.

NR = Not Reported
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Laboratory Results For MAPEP-09-OrW20

(WEST03) Waste Sampling and Characterization Facility

PO Box 1000, S3-30

Richland, WA 99352

Z-ScoreAnalyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Acceptance

RangeNotes

Units: (ug/L)Organic

-NR4,4'-DDD 5.04 2.08 8.00
-NRAldrin 4.74 1.61 7.86
-NRalpha-BHC 9.54 4.77 14.31
-NRDieldrin 9.43 5.02 13.84
-NRHeptachlor 5.24 2.01 8.47

1.11A -1061,2,4-Trichlorobenzene 84.6 26.8 142.4
0.47A -391,2-Dichlorobenzene 34.4 5.1 63.8
1.77A -821,3-Dichlorobenzene 55.5 10.7 100.3
1.66A -951,4-Dichlorobenzene 64.5 10.0 119.7
0.60A -1662,4,5-Trichlorophenol 149.1 63.8 234.3
0.56A -1092,4,6-Trichlorophenol 98.2 40.0 156.4
0.70A -1302,4-Dichlorophenol 114.6 48.4 180.8

-0.09A -1162,4-Dimethylphenol 118.6 34.5 202.6
A<22,4-Dinitrophenol

0.35A -402,4-Dinitrotoluene 37.5 15.4 59.5
1.52A -792,6-Dichlorophenol 60.7 24.7 96.8
1.38A -792,6-Dinitrotoluene 64.0 31.4 96.7
1.14A -1482-Chloronaphthalene 120.9 49.4 192.4
0.53A -1602-Chlorophenol 144.0 52.6 235.3
1.75A -1032-Methylnaphthalene 73.0 21.4 124.5
1.00A -892-Methylphenol 71.4 18.9 124.0

A<12-Nitrophenol
A<13-Methyl & 4-Methylphenol
A<14,6-Dinitro-2-methylphenol
A<14-Bromophenyl-phenylether
A<14-Chloro-3-methylphenol
A<14-Chlorophenyl-phenylether
A<24-Nitrophenol

1.25A -147Acenaphthene 121.6 60.3 182.8
A<2.3Acenaphthylene

0.75A -112Anthracene 99.7 50.4 149.0
-0.28A -46Benzo(a)anthracene 48.1 25.1 71.1
-1.18A -22Benzo(a)pyrene 29.2 11.0 47.4
0.83A -99Benzo(b)fluoranthene 85.9 38.3 133.5

A<1Benzo(g,h,i)perylene
1.11A -91Benzo(k)fluoranthene 72.1 21.1 123.2
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Z-ScoreAnalyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Acceptance

RangeNotes

Units: (ug/L)Organic

A<5bis(2-chloroethoxy)methane
-0.72A -34bis(2-chloroethyl)ether 40.0 15.0 64.9

A<1bis(2-chloroisopropyl)ether
0.06A -57Bis(2-ethylhexyl)phthalate 56.3 19.8 92.9
0.64A -67Butylbenzylphthalate 56.9 9.9 103.9

-0.39A -22Chrysene 23.6 11.1 36.1
1.12A -72Di-n-butylphthalate 58.8 23.4 94.2

-0.01A -54Di-n-octylphthalate 54.2 16.8 91.6
A<1Dibenzo(a,h)anthracene
A<1Dibenzofuran

1.04A -90Diethylphthalate 70.9 16.0 125.8
A<1Dimethylphthalate

1.42A -108Fluoranthene 88.7 47.7 129.6
0.94A -102Fluorene 89.2 48.0 130.4

-0.13A -42Hexachlorobenzene 43.0 21.5 64.4
0.97A -87Hexachlorobutadiene 68.7 12.0 125.3

-1.15A -21Hexachlorocyclopentadiene 44.6 7.9 106.0
1.38A -83Hexachloroethane 59.9 9.7 110.1

A<1Indeno(1,2,3-c,d)pyrene
A<1Isophorone

0.08A -43Naphthalene 42.3 16.3 68.3
1.04A -99Nitrobenzene 82.2 33.6 130.7

A<2Pentachlorophenol
A<1Phenanthrene

1.30A -142Phenol 88.6 15.8 211.6
1.59A -96Pyrene 72.5 28.2 116.8

Notes:

(1) = False Positive

(2) = False Negative

(26) = Check for Error

NOTE: The spiking solution used to create the MAPEP OrW Standard was prepared by a subcontractor and validated by

RESL Chemists. 

Criteria based on FoPT Table for NPW - Jan 1, 2009

A = Result acceptable Z-score  3.0

W = Check reported result for error.

NR = Not Reported
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